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PEEFACE TO THE SECOND EDITION. 



The present edition of this work differs from the first 
in containing some new matter. The whole of the last 
edition has been transferred, almost without alteration, 
to the present one, though the arrangement has been 
slightly altered. The new matter added consists of the 
following : — 

The Tetration of Waters, added to the chapter on 
Hardness; 

A Modification of the Process for the Estimation of 
Nitrates ; 

A chapter on Volatile Organic Matter present in 
Water ; 

A Method of Estimating Minute Traces of Lead ; and 

A chapter on the Purification of Water. 

The present Editor alone is responsible for the form 
in which the above additions appear, though to Professor 
Wanklyn must be ascribed the origin of some of the 
processes here worked out in detail. This remark refers 
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more especially to the estimation of lead. The chapter 
on the Purification of Water is entirely the addition of 
the Editor. 

The process for the estimation of nitrogenous organic 
matter in water has, since the publication of the first 
edition of this work, been employed by Dr Arthur 
Eansome, M.A., for the examination and estimation of 
the organic matter of human breath in health and 
disease. It has also been employed by the Editor for 
the estimation of nitrogenous organic matter contained 
in air 

' April 1S70. 
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This book is designed to give^an account of that kind of 
Water Analysis which is proper for the examination of 
water intended for domestic use. In giving processes 
of analysis, we have been careful to prescribe only such 
operations as are practicable. Especially we have kept 
in view the necessity of economy in time. The com- 
plete examination of a sample of water, as set forth in 
the following pages — viz., the determination of solid 
residue, hardness, chlorine, nitrogen as nitrates and 
nitrites, ammonia, and organic matter — ^may be all done 
in the space of six hours, whilst a partial examination 
takes a very short time. In thus economising time, we 
do not think that we have made any sacrifice of accuracy. 
Theprocess for determining nitrogenous organic matter, 
termed by us the ammonicMrtethod, and proposed by Mr 
Miles H. Smith, and ourselves, at a meeting of the 
Chemical Society last year, occupies a prominent place 
in this work. A section of Chapter V.* is devoted to a 

* Chapter VIII. of present edition. 
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discussion of the interpretation to be given to the data 
furnished by that process. The process by Frankland 
and Armstrong is not given in the text. We believe that 
the great length of time and gre^t skill requisite to exe- 
cute it, would render it quite impracticable, even if it 
were otherwise desirable. Moreover, we do not set any 
value on its indications. Our objections to it are given 
in the Appendix. 

A prominent feature of this work is its copiousness 
in examples, more especially in examples of the new 
determination of nitrogenous matter. In fact, in this 
time of Governmental water commissions of different 
kinds, we have issued a kind of private water com- 
mission of our own, availing ourselves of the resources 
of the Ammonia-Method, Beport on the state of the 
London, Manchester, Edinburgh, and Glasgow water 
supply during last summer. 

We believe that this is the first book which has been 
published on Water Analysis. Up to the present time, 
the subject has been treated of in a special section in 
works devoted to chemical analysis in general ; as, for 
instance, in the admirable analytical treatise by Fre- 
senius, and in Dr Noad's excellent Manual, from which 
we quote verbatim an account of Clark's method of 
determining the hardness of water. The subject has 
also been handled in the " Handworterbuch," and in 
Watts' "Dictionary of Chemistry," wherein will be 
found a very admirable article on Water, written by Dr 
Paul. " Discourses " on the Analysis of Potable Water 
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have also been given to the Chemical Society by Dr 
W, A, Miller, and by Dr Frankland and Mr Armsti?ong, 
and are to be found in the Journal of that Society. 

We have freely availed ourselves of all material 
within our reacL In particular, to Dr Miller's " Dis- 
course," just referred to, we are indebted for an account 
of the preparation of the Nessler test. This test, which 
we believe to be the most delicate known to chemists, 
was first rendered quantitative by the late Mr Hadow 
and Dr Miller. The account of the test, which ap- 
peared in the " Laboratory" last year, was taken from 
Dr Miller's "Discourse/' The account given in this 
work is essentially Dr Miller's, being slightly modified, 
however, in accordance with the diQtates of our own 
rather large experience in the practical working of the 
test. 

To Dr Frankland we are indebted for the account of 
the determination of nitric acid by the modification of 
Walter Crum's method. This we have quoted from the 
Journal of iJie Chemical Society, givmg it in addition 
to the determination of nitric acid by the modification 
of Schultze's aluminium process, which we prefer to 
recommend. We agree with Dr Frankland in the light 
estimation in which he holds the "loss on ignition." 
We go with him, also, a long way in his condemnation 
of the " permanganate test," as a trustworthy measure 
of the organic impurity of water. In other respects 
relating to Water Analysis, we are for the most part at 
variance with him. 
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On the Subject of the invalidity of the determination 
of organic matter in water by Frankland and Armstrong's 
combustion process, we believe that chemists in general 
agree with ns. A considerable part of this book is new 
in every sense of the word. The treatment to which 
we have subjected Clark's table is noveL The fact of 
the extreme constancy (organically considered) of the 
good water supply all over the country ia here an- 
nounced for the first time. The great advantage of 
filtration and of the application of Clark^s sofbening 
process to the purification of water is brought out in 
this work. The fact that the carbonate of Hme carries 
down albumen in preference to such substances as urea 
is new. The estimations of nitric acid and ammonia 
without distillation are new. Other things that are 
new will be found by our readers. 



Labosatobt of the London Institution, 

May 1868. 
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WATER ANALYSIS. 



INTKODUOTION. 

1. Tbb questions, Is a given water fit for domestic use? and, 
Of a number of waters, which is most fit for domestic use ? 
are as much physiological as chemical. To answer them, we 
must first have from the chemist a statement of the nature 
and quantities of the impurities in the water, and from the 
physiologist a statement of the action of these impurities on 
the animal economy. Unfortunately, neither chemist nor 
physiologist is prepared to give the information sought, in 
so definite a manner as could be wished. Thus it is even 
now an open question whether the use of moderately '^ hard " 
waters, t.e., waters containing chalk, <Src, is beneficial or the 
reverse; and it would not be difficult to point out other 
similar cases. "^We know, for example, that water which 
contains living organisms is objectionable, and that water 
which contains animal refuse or sewage is almost sure to 
produce disease; but, on the contrary, we find that water 
which contains traces of organic matter may be used with 
impunity ; nor can we sharply draw the line between those 
waters which contain organic matter and are still quite 
harmless, and those waters which are dangerous on account 
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of the organic matter which they contain. Again, we know 
that the presence of lead or of some other metals is objec- 
tionable. A very large amount of saline matter also is known 
to be injurious. In short, one of the greatest difficulties 
connected with water analysis is to prove the sanitary effect 
of the impurities contained in the water, i.e., to show the 
connexion between the results of an analysis, and the physio- 
logical effects produced by the use of that water. 

A short preliminary examination will often enable us at 
once to declare a water uijfit for drinking purposes. Even 
when this is not the case, or when more detailed informa- 
tion is required, advantage is still gained in the subsequent 
analysis by the light thrown on the condition of the water in 
this preliminary examination. 

2. The chief chemical data sought when making an exami- 
nation of water for sanitary purposes are the following : — 

I. Total solid residue. 
II. Hardness, temporary and permanent. 

III. Chlorine. 

IV. Nitrogen, existing as nitrates and nitrites. 
y. Ammonia and organic matter. 

VI. Metals. 

We shall accordingly in the following ten chapters first 
describe the preliminary examination, and then treat each of 
these data in succession. 






CHAPTER I. 

COLLECTION OF SAMPLER OF WATER. 

3. The kind of glass bottle known as a " Winchester quart " 
(being a stoppered bottle holding six lbs. or about three 
litres) will answer very well for the purpose of holding the 
sample of water, A half Winchester bottle, or two stoppered 
l)int bottles, will, in case of necessity, admit of an examination 
being made. 

The bottle should be cleaned out with strong sulphuric 
acid, and then be washed with ordinarily good water, until 
the washings are no longer acid. Before being charged with 
the sample of water, the bottle should be rinsed out with 
some of the same kind of water as that which it is intended 
to collect for examination. After being filled (almost, but 
not quite full up to the neck) with the sample of water, the 
bottle should be stoppered, the stopper tied over with a piece 
of clean linen or calico, and the string sealed. The employ- 
ment of linseed meal, almond paste, &c., as luting, is to be 
avoided. If any luting is required, a little wax is perhaps 
the least objectionable. The sample should be kept in a 
cool and dark place until it is examined. It is desirable to 
make the examination for organic matter soon after collec- 
tion ; within forty-eight hours, if possible. 

4. In taking the water-supply of a town, it is well to take 
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the water direct from the street mains. In London there are 
water-jets at the cab-stands, which are particularly well 
adapted for the purpose of getting samples of the water of 
the different companies. It will be understood that, before 
taking a sample, a little water should be allowed to flow so 
as to clear the pipe. In taking a river — or pond — ^water, 
the bottle should be immersed in the water, the mouth of 
the bottle being some distance under the surface, so as to 
avoid getting any scum into the bottle. In taking river- 
water, select the middle of the stream, and avoid the outlets 
of sewers and feeders; note whether there has been heavy 
rain or long drought. 



CHAPTER II 

PRELIMINARY EXAMINATION. 

5, Examine the water as to clearness. This is best done by 
filling a good-sized flask, 1200-1500 c. c. capacity, with the 
water. The flask is now to be held in front of a dark- 
coloured or black wall, a strong light falling on the flask 
from one side or from above. Any small particles floating 
in the water will now become readily visible. Care must be 
taken not to confound minute bubbles of air with suspended 
matter. 

6. The colour of the water should also be noted. It is 
best seen by placing the flask containing the water on a 
sheet of white paper, and placing by its side a similar flask 
filled with pure distilled water. The two flasks should stand 
in good diffused daylight. Very minute shades of colout can 
be seen in this way, and as the glass of which flasks are made 
is very thin, and but very slightly coloured, we are not liable 
to mistake the colour of the vessel for that of the water. Dr 
Letheby recommends the use of a long cylinder for the pur- 
pose of ascertaining the colour, and if such a cylinder of ^leax 
thin colourless glass can be obtained, it is a very good plan. 
Unfortunately, however, most cylinders are made of thick 
glass, with a decided purplish or green colour. Such vessels 
are very liable to mislead. 
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7. Should the water contain much suspended matter, or be 
very dark in colour, it may, we think, be said to be unfit for 
drinking purposes in its then state, though filtration may 
render it quite good. 

8. Observe the smell of the water. This is best done by 
shaking up some of the water in a flask with a short and 
wide neck about one-third full, and then inhaling the air in 
the upper part of the flask. Should it smell disagreeable in 
any high degree, the water may be said to be unfit to drink. 

Now warm the water slightly and smell again. Warming 
will often bring out the smell of a water when none could be 
detected in the cold. 

9. Now add a little caustic potash to the warm water; 
should this cause any unpleasant smell, we may be pretty 
sure that the water contains organic matter in some quantity. 
Notice if a precipitate occurs on the addition of the potash ; 
if so, whether much or little, whether coloured or white. 
The occurrence of a precipitate indicates hardness ; the colour 
may either be caused by organic colouring matter in the ^ 
water, or by iron. 

10. Add Nessler * test to about 1 00 c. c. of this water, either 
in a cylinder or small flask. Should this produce a y^Uow 
or brown colour, or a brown precipitate, the water contains 
ammoniacal salts. This is a most suspicious circumstance, 
and is almost enough in itself to condemn the water for 
drinking purposes. 

11. Add iodide of potassium, acetic acid, and starch paste 
to 100 c.c. of the water. A blue colour indicates nitrites ; 
this also is a most suspicious circumstance, and should the 
colour be at all deep, the water can hardly be fit to drink. It 

* See page 31. 
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is to be noted that inasmuch as iodide of potassium often 
contains iodate, the acetic acid starch and iodide should be 
mixed before adding them to the water, so as to make sure 
that the colour is really produced by the water, and not by 
any iodate that the reagent may contain. 

12. Boil about 100 c. c. of this water in a flask with a few 
drops of sulphuric acid, remove from the source of heat, and 
add sulphureted hydrogen water. Should a brown or black 
colouration be produced, the presence of lead or copper may 
be inferred, and the water condemned (bismuth, mercury, and 
silver, would of course give the same reaction, but are hardly 
likely to be present). Should no colour be detected, add 
a little ammonia or potash. Should this produce a blackish 
precipitate, iron is almost sure to be present. 

13. Boil a little of the water for a few moments with red 
litmus. Should the litmus not turn blue, repeat the opera- 
tion with blue litmus. We learn from this whether the 
water has an alkaline or an acid reaction. This observation 
is seldom of importance except when the water comes from 
a manufacturing district; it is then often of the greatest 
value. 

14. The preliminary examination described above takes up 
a very short time, and gives us much information. It does 
not require more than 500 c. c. of water, and may be con- 
ducted with less. The water used in the examination for 
clearness, colour, &c., is not reckoned, because it can be em- 
ployed afterwards in other parts of the analysis. 

15. We may here remark, that if a water contains suspended 
matter, it should, in our opinion, be analysed with that sus- 
pended matter in it. If the nature and quantity of the 
suspended matter be required, the water should be examined 
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both before and after filtration. The difference between the 
two results is the value for the suspended matter. This 
double examination extends only to the total solid residue 
and the organic matter. The nitric acid and chlorine will 
not be affected by the suspended matter. A slight difference 
will sometimes be found between the hardness before and 
after filtration, but it is not of sufficient moment to render 
a second determination requisite. 



CHAPTER III. 

TOTAL SOLID RESIDUE. 

16. The determination of the amount of total solids in water 
is a very simple operation. A known quantity of water is 
evaporated to dryness, and the residue dried and weighed. 
It is usual to take half a litre of water or more, one or two 
litres being sometimes recommended. The evaporation ought 
to be begun and finished in one and the same platinum vessel. 
The practice of beginning the evaporation in a porcelain vessel, 
and afterwards transferring the concentrated water to a small 
platinum dish, is to be condemned. 

17. We prefer to operate on much smaller quantities of 
water than are usually taken, and thereby eflfect a great saving 
of time without any sacrifice of accuracy. A platinum dish 
is used capable of holding 100 c. c. without being full up to 
much within one-fourth of an inch of the edge, and provided 
with a lid of platinum foil or a mica plate. The operation is 
conducted as follows :-^ 

The platinum dish is cleaned, wetted, wiped, heated to 
about 130° C, covered with its lid, and then cooled by being 
placed for a minute on the clean surface of a massive piece of 
iron.* Having been thus got into exactly the same state as it 

* A flat smoothing iron, with the handle knocked of, will answer very 
well. 
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will be in after the evaporation of the water, the platinum dish 
is weighed Either 70 c. c. or 100 c. c of the sample of water 
is next put into it, and evaporated in the water-bath or steam- 
bath.* When the water residue in the platinum dish appears 
dry, the bottom of the dish is wiped and the dish transferred 
to the air-bath, which is heated to about 130° C. Sometimes 
the water residue shows a tendency to spirt on being heated 
to 130° C. To get over this difficulty, it is advisable to 
begin the drying with the lid on. The lid should, however, 
not be kept on all the time that the drying lasts. If the 
temperature of the air-bath is about 130° C. when the dish 
containing the residue is put into it, a very short sojourn in 
the air-bath will be sufficient to effect complete drying. After 
being dried at 130° C, the platinum dish, containing water 
residue and covered with its lid, is cooled by a short contact 
with the mass of cold iron before mentioned. It is then 
weighed, and the difference between this weighing and the 
one before mentioned, gives the amount of total solid residue 
contained by the water. 

If 70 c. c. has been taken, one milligrm. of water residue 
will be equivalent to one grain per gallon. 

* A convement form of steam-bath, used in the laboratory of the 
London Institution, is made out of a common two-gallon tin can, such 
as is sold for containing methylated spirit, yarnish, &c. The neck 
of the can is fitted with a perforated cork. Through the perforation 
in the cork passes the neck of a wide-necked glass funnel. This 
funnel may be either plain or ribbed, and is designed to support the 
platinum dish, which is made to rest in the wide mouth of the 
funnel. The escape of the steam is provided for by the insertion of a 
little roll of filter paper between the dish and the mouth of the fun- 
nel, when a plain instead of a ribbed one is employed. The advan- 
tages of this form of steam-bath are extreme cleanliness, and also that 
it may be used for a long time without being replenished. 
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If 100 c. c. has been taken, ^ milligrm. will be equivalent 
to one part of residue in one million parts of watei; 

18. By operating in the manner described, a determination 
of the total solid residue in water may be made in about an 
hour and a quarter ; and if the experimenter be in possession 
of a fair balance and fairly accurate weights, he will easily 
obtain results not varying by more than half a grain per 
gallon. 

We give examples : — 100 c. c. of a sample of water left 
•1027 grm. of residue. In a second experiment on the same 
kind of water, 100 c. c. left '1030 grm. of residue. From 
which is calculated — 

(1.) Total solids per gallon equal 71*89 grains. 
(2.) „ „ „ 72-10 „ 

Another sample of water yielded the following results : — 
100 c. c. gave -0352 grm. 100 c. c. gave -0359 grm of resi- 
due. From which is calculated — 

(1.) Total solids per gallon equal 24*64 grains. 
(2.) „ „ „ 25-13 „ 

Even in the case of water which, like some lake waters, 
leaves a very small residue, we do not think that the taking 
of larger quantities of water conduces to accuracy. 

19. The evaporation of large quantities of water involves 
error, from dust and atmospheric impurities getting into the 
water ; it also involves a certain amount of destruction of the 
organic matter present in water ; and, in short, the advantage 
gained by having a larger water residue to weigh appears to 
be counterbalanced — and we think, in many instances, more 
than counterbalanced — ^by the error arising from the pro- 
longation of the process of evaporation. 
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We should not, except under very special circumstances, 
take more^han 70 c. c. or 100 c. o. of any specimen of water 
for the determination of the total solid residue. 

20. The addition of a small and accurately - measured 
quantity of carbonate of soda to the water to be examined 
has been recommended by some chemists. We do not con- 
sider that any advantage is to be gained by it, so far as the 
mere determination of the amount of water residue is con- 
cerned. The reason why it was recommended had reference 
to the determination of organic matter by ignition, and will 
be discussed in Chapter V. 

21. In order to give an idea of the amount of solid 
residue which actually occurs in natural water, we subjoin a 
few examples taken from the large table at the end of Watts' 
Dictionary : — 



• 


Grains 
per gall. 


Parts per million. 




(Bfilligramme p^ 
litre.) 


Loch Katrine, Glasgow, 


2-30 


32-8 


Bala Lake water (Frankland and 




Odling), 


1*95 


27-9 


Bala Lake water (Smith), 


3-18 


45-4 


Manchester water, 


4-76 


68-0 


Thames water supplied to London, 


21-66 


809-4 


Lake of Geneva, 


10-64 


152-0 


Rhine at Basle, 


11-86 


169-4 


Spree at Berlin, 


7-98 


1140 


Atlantic Ocean, 


2688-00 


38400-0 


Distilled water (Fresenius), 


0-12 


1-7 



It will occur to our readers that, excepting sea -water, 
natural water is a substance of high purity. Average London 
water from the Thames, for instance, contains about 0-03 
per cent, of impurity. A chemist considers himself fortunate 
when he meets with a chemical compound so little contami- 



i 
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nated with foreign matter as to contain 99*97 per cent, of that 
compound. 

22. We are at present very much in the dark with regard 
to the sanitary aspect of the amount of solids existing in 
water. Whether a water having an exceptionally small 
amount of solid contents is specially salubrious remains to 
be ascertained. A very large quantity of fixed matter is 
certainly unwholesome. To take an extreme case, sea-water is 
absolutely non-potable. But whether the twenty-one grains 
per gallon present in London water, and whether double that 
amount, would do the smallest damage to the health of per 
sons who should drink such water, is an open question. 



CHAPTER IV. 



HABDNESS. 



23. Ons of the most important domestic uses of water is to 
wash with, and one of the most striking differences between 
different kinds of natural water is the behaviour of it towards 
soap. Some water destroys much soap before a lather is 
formed ; such water is said to be hard. Other kinds of water 
admit the formation of a lather almost instantly, and are said 
to be soft. 

24. The destruction of soap is due to the formation of 
insoluble salts, by reaction between the lime and magnesia of 
the water and the soap. Not until the lime and magnesia 
salts present in the water have exhausted themselves upon 
the soap (forming insoluble lime or magnesia salts of the 
fatty acids of soap), will there be formation of lather. In 
measuring the hardness of water, there are two obvious ways 
of constructing the scale of hardness. We may measure the 
amounts of soap destroyed by a volume of different kinds of 
water ; or, bearing in mind the cause of hardness in a water, 
we might measure the amount of fixed matter in a volume of 
different kinds of water. On the one plan, the degree of 
hardness is the quantity of soap destroyed — so much soap 
destroyed, so many degrees of hardness. On the other plan, 
the degree of hardness is the quantity of carbonate of lime 
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(or its equivalent of other salts) in the water. Both methods 
of registering hardness are intelligible, but the former is 
direct ; and regard being had to the fact that it is the actual 
consumption of soap that we want practically to know, it is 
better to regard " degrees of hardness " as quantities of soap 
destroyed, and not as quantities of carbonate of lime which 
do damage by destroying soap. 

25. We transcribe the following account of the soap test 
from Dr H. M. Noad's valuable little book on " Quantitative 
Analysis," p. 576 : — 

" (a) We are indebted to Br Clark for a very simple method of 
determining the degree of hardness of a water. It consists in ascertain- 
ing the quantity of a standard solution of soap in spirit required to 
produce a permanent lather with a given quantity of the water under 
examination ; the result being expressed in degrees of hardness, each 
of which corresponds to one grain of carbonate of lime in a gallon 
( = 70,000 grains of distilled water) of the water. From the specifica- 
tion of his patent (enrolled 8th September 1841), we gather the follow- 
ing particulars : — 

**(6) Preparation of the Soap Test. — Sixteen grains of pure Iceland 
spar (carbonate of lime) are dissolved (taking care to avoid loss) in pure 
hydrochloric acid; the solution is evaporated to dryness in an air-bath, 
the residue is again redissolved in water, and again evaporated ; and 
these operations are repeated until the solution gives to test-paper 
neith^er an acid nor an alkaline reaction. The solution is made up by 
additional distilled water to the bulk of precisely one gallon. It is 
then called the * standard solution of 16 degrees of hardness.' * Good 

* The '* standard solution of 16 degrees of hardness " may be obtained 
much more simply by dissolving in a gallon of water a quantity of 
selenite equivalent to 16 grains of carbonate of lime. As the formula 
of selenite is Ca,S04 2H2 0sc:172, and that of carbonate of lime Ca, 
CO3 = 100, the following proportion gives us the quantity of selenite 
required :—100 : 172 : : 16 :x; fl;=27'52. The selenite should be re- 
duced to fine powder before it is weighed. It dissolves without 
difi&culty. I do not know who first proposed this method. — £. T. C. 
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London curd soap is dissolved in proof spirit, in the proportion of one 
ounce of avoirdupois for every gallon of spirit, and the solution is 
filtered into a well-stoppered phial, capable of holding 2000 grains of 
distilled water ; 100 test measures, each measure equal to 10 water- 
grain measures of the standard solution of 16 degrees of hardness, are 
introduced. Into the water in this phial t^^e soap solution is gradually 
poured from a graduated burette ; the mixture being well shaken after 
each addition of the solution of soap, until a lather is formed of suffi- 
cient consistence to remain for five minutes all over the surface of the 
water, when the phial is placed on its side. The number of measures 
of soap solution is noticed, and the strength of the solution is altered, 
if necessary, by a further addition of either soap or spirit, until exactly 
32 measures of the liquid are required for 100 measures of the water 
of 16 degrees of hardness. The experiment is made a second and a 
third time, in order to leave no doubt as to the strength of the soap 
solution, and then a large quantity of the test may be prepared ; for 
which purpose "Dr Clark recommends to scrape off the soap into shav- 
ings, by a straight sharp edge of glass, and to dissolve it by heat in 
part of the proof spirit, muting the solution thus formed with the rest 
of the proof spirit. 

**(c) Proceis for ascertaining the ffardneu of Water. — Previous to 
applying the soap test, it is. necessary to expel from the water the 
excess of carbonic acid — that is, the excess over and above what is 
necessary to form alkaline or earthy bicarbonates, this excess having 
the property of slowly decomposing a lather once formed. For this 
purpose, before measuring out the water for trial, it should be shaken 
briskly in a stoppered glass bottle half -filled with it, sucking out the 
air from the bottle at intervals by means of a glass tube, so as to change 
the atmosphere in the bottle ; 100 measures of the water are then in- 
troduced into the stoppered phial, and treated with the soap test, the 
carbonic acid eliminated being sucked out from time to time from the 
upper, part of the bottle. The hardness of the water is then^ inferred 
directly from the number of measures of soap solution employed, by 
reference to the subjoined table. In trials of waters above 16 degrees 
hardness, 100 measures of distilled water should be added, and 60 
measures of the soap test dropped into the mixture, provided a lather 
is not formed previously. If, at 60 test measures of soap test, or at any 
number of such measures between 82° and 60°, the proper lather be 

produced, then a final trial may be made in the following manner : 

100 test measures of the water under trial are mixed with 100 measures 
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of difltilled water, well agitated, and the carbonic acid sucked out ; to 
this mixture soap test ia added until the lather is produced, the num- 
ber of test measures required is divided by 2, and the double of such 
degree will be the hardness of the water. For example, suppose half 
the. soap te4l« that has been- required correspond to 10^ degrees of 
hardness, then the hardness of the water under trial will be 21. Sup- 
pose, however, that 60 measures of the soap test have failed to produce 
a lather, then another 100 measures of distilled water are added, and 
the preliminary trial made, until 90 test measures of soap solution have 
been added. Should a lather now be produced, a final trial is made by 
adding to 100 test measures of the water to be tried, 200 test measures 
of distilled water, and the quantity of soap test required is divided by 
3 ; and the degree of hardness corresponding with the third part being 
ascertained by comparison with the standard solutions, this degree 
multiplied by 3 will be the hardness of the water. Thus, suppose 

86*6 ^^ 

85*6 measures of soap solution were required -g- = 28*6, and on re-w 

f erring to the table this number is found to correspond to 14*^, which, 

multiplied by Si, gives 42° for the actual hardness of the water." 

(d) Table of soap test measures corresponding to 100 test measures 

of each standard solution : — 

Differences as for 
D^iree of Hardness. Soap Test Measures. the next Degree 

of Hardness. , 

1-8 
2-2 
2-2 





1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 



1-4 
3-2 
5-4 
7-6 
9-6 
11-6 
13-6 
15-6 
17-5 
19*4 
21-3 
23-1 
24-9 
26-7 
28-6 
30-3 
32*0 



2-0 
2-0 
2-0 
2-0 
1-9 
1-9 
1-9 
1-8 
1-8 
1-8 
1-8 
1-8 
1-7 



26. From this it appears that Dr Clark has adopted the 

B 
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indirect and not the direct way of registering hardness (or 
soap-destroying power). According to him the hardness of a 
water is measured by the quantity of carbonate of lime (or its 
equivalent in other salts) which the water contaias, and not 
by the quantity of soap which a gallon of it will destroy. 

Obviously, the indirect method of measuring hardness is 
only valid in so far as it is parallel with the direct way. As 
will be seen from the table for the reduction of soap-measures 
to their equivalent in carbonate of lime, there is a certain 
want of parallelism between the direct and indirect measure- 
ment of soap-destroying power. In order to bring this fact 
out distinctly, we repeat the table in an altered form. We 
have divided the number of soap-measures by 2, and thereby 
made the last term of the table aUke for both carbonate of 
Ume and corresponding soap-measures :— 



Grains of Oarbonate of Lime 
per Gallon. 






Soap Test Measorea. 


. . . . 0-7 


1 








1-6 


2 








2-7 


8 








8*8 


4 








4*8 


5 








53 


6 








6-8 


7 








7-8 


8 








8-75 


9 








9-7 


10 








10 '66 


11 






• 


11-65 


12 








12-45 


18 








18-85 


14 








14-25 


16 








1615 


16 




9 




16-00 



It will be observed that the zero of carbonate of lime is 
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opposite to 0*7 measure of soap test. What is the explana- 
tion of this 1 Obviously the gallon of pure water requires a 
certain amount of soap, and not infinitesimally little soap in 
order to yield a permanent lather. Dr Clark's degrees of 
hardness are grains per gallon of carbonate of lime or its 
equivalent in soap-consuming power. In the instance of pure 
water, the thing equivalent to carbonate of lime in soap-con- 
suming power is the gallon of water. 

According to the table, one gallon of pure water destroys 
as much soap in producing a lather as 0*8 grain of carbon- 
ate of lime would destroy if it were added to a gallon of water, 
which already contained, say, 10 grains of carbonate of lime, 
and a small quantity of soap test in excess over that required 
to neutralise the 10 grains of carbonate of lime. 

27. Making the galhDn of pure water count as the equiva- 
lent of 0*8 grain of carbonate of lime, we may rectify the 
table as follows : — 



Grains of Carbonate of Lime for 

matter equivalent to Oarbonate of 

Lime) in a QalloQ of Water. 






Measures 
of Soap Test. 


0*8 0-73 


1-8 








1-68 


2*8 








2*83 


8*8 








8*99 


4-8 








6-04 


6-8 








6-09 


6*8 








7-14 


7*8 








8-19 


8-8 








9-19 


9*8 








10*18 


10*8 








11*18 


11*8 








1213 


12*8 








18-07 


18*8 








14*02 


14*8 








14*96 


15*8 








16-91 


16*8 








16-80 
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This table is derived from the foregoing by adding 0*8 
grains to the carbonate of lime in every case, 6o as to correct 
for the soap-destrojring power of the gallon of water; and 
every reading of soap test is mnltiplied by 1 '05, so as to make 
the 16 measures into 16*80, and to increase the others in the 
same ratio. 

28. This treatment of the stable (and the logic of it will 
be evident on examination) exhibits the destruction of soap 
as very fairly parallel with the amount of carbonate of lime. 
We regard the departure from the parallel as within the 
limit of experimental error. From experimental data of our 
own we are inclined to rate the soap-destroying power of a 
gallon of pure water as equal to 1*0 grain, rather than 0*8 
grain of carbonate of lime, and that will bring the numbers 
into closer approximation. We exhibit it. The factor used 
is 1*063. 



Grains of OasOGOj, or 
its equiralent in a Gallon 
of Water. 






Soap Measures 

corresponding to 

theGa«OlfL 


• 


0-74^B 


. 


2 








. 1-70^ 




3 








2-87 




i 


1 • 






404 




5 








6*10 




6 








6017 




7 








.7*23 




8 




#' 




8*29 




9 








930 




10 








10-31 




11 








11*32 




12 








12-28 




18 








13*24 


■ 


14 








14-20 




15 








16-18 




16 








16-10 




17 








17*00 
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29. This table speaks for itself, and shows that the want 
of strict parallelism between the carbonate of lime and the 
soap measures is due to experimental error solelj. We may 
therefore get rid of the correction for supposed want of cor- 
respondence between the indications of hardness, as given 
by the carbonate of lime and as given by the quantity of soap 
consumed 

In place of making 16 (or 32) imamTts of soap test to cor- 
respond to 16 grains of CafiGO^ in one gallon of water , make 
the measure 17 (or 34) of soap test, and the correction for want 
of correspondence will vanish, 

30. We prefer to make the standard solutions in a way 
somewhat different from that which was recommended by Dr 
Clark, as given in the passage above quoted. 

We find it very convenient to keep a standard chloride of 
calcium solution (strength equivalent to 1 milligramme of 
carbonate of lime in a cub. cent, of solution). 

This we prepare as follows : — Good chloride of calcium, 
prepared by dissolving a little marble in pure hydrochloric 
acid, is slowly heated to redness in a platinum crucible, which 
has been previously cleaned, ignited, and weighed. From 0*1 
to 0*2 grm. of the chloride is taken. After heating the chloride 
of calcium to redness, the lid is put on to the crucible, and 
the whole cooled and weighed. The difference between the 
weight of the empty crucible and the weight of the crucible 
containing the chloride of calcium, which has been ignited, 
will be the weight of the chloride of calcium employed. Dis- 
solve it in a little water, and, calculating from the known 
weight, make up with water so as to get a solution of which 
one litre contains 1*110 ghnme. of chloride of calcium. 
Each cub. cent, of this solution will therefore contain CaCl^ 
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equiyalent to 1 milligramme of Ca^OCOt. This standard 
solution of chloride of calcium may, of course, if thought 
necessary, be verified with standard solution of nitrate of 
silver (see Chlorine). 

The basis of the system of standards is thus a standard 
solution of chloride of calcium : strength 1 c. c. =: 1 milli- 
gramme of carbonate of lime. 

31 . One of us has made the observation that in testing soap 
solution against hard water, it is of .jio consequence whether 
the soap solution be added to the hard water and the incipience 
of the lather be observed, or whether, conversely, the hard 
water be added to the soap solution and the vanishing of the 
lather be observed. The vanishing point is just as sharp 
and quite as easy to recognise as the point at which lather 
begins to form. 

Such being the case, there are various ways of working 
the soap test. 

We next describe the way of making the standard soap 
test 

32. Take two parts of lead plaister and one of carbonate of 
potash, pound them well together,* and exhaust repeatedly 
with alcohol of about 90 per cent., using altogether about 
thirty times as much alcohol as lead plaister. It will be 
found convenient to pound only siyall quantities of lead 
plaister and carbonate of potash at one operation. The soap 
solution obtained, as just described, is a solution of potash 
soap, carbonate of lead being the complementary product. 
Before being used the soap solution should be allowed to 
stand for some time, and then filtered. Before being 
standardised, it should be dilated with its own volume of 
water, and will then be still far too strong for use. The 
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advantage of solution of potash soap over soda soap is, that it 
does not deposit continually, as soda soap is apt to do. 

In order to standardise the soap solution, send so make the 
9tandard soap test, so that 1 cub, cent* is equivalent to 1 miUi- 
gramme of carbonate of lime, proceed as follows : — 

33. Measure accurately say 10\c. c. of the unstandardised 
soap solution, put it into a bottle with 70 c. c. of pure water, 
and then add the standard OaCl^ solution (strength 1 c. c. = 
1 milligramme Caj^OCOj) until frothing stops, care being 
taken to shake up properly. From the result of the trial 
calculate how much dilution of the soap solution is requisite 
in order to make 17 c. c. of the soap test consume 16 c. c. of 
the CaCl solution; dilute the unstandardised soap solution 
accordingly with alcohol of 50 per cent, (proof spirit), and 
veiify the standard soap test after it has been made up. 

17 c. c. of standard soap test should accurately neiUralise 
16 c. (?. of standard GaGL solution in the presence of 64 c. c. 
of pure water. 

Each c. c. of the standard soap solution will then be equi- 
valent to 1 milligramme of carbonate of lima * 

The use of this standard for ascertaining the degree of 
hardness of water will be plain from what has already been 
said. We give explicit directions as follows : — 

34. Take 70 c. c. of the water and put it into a proper 
bottle. Add the standard soap test until lather is formed, 
and note down the number of c. c. of standard soap test 
required. Each c. c. of standard soap consumed indicates 1 
grain of Ca,OCOs (or its equivalent) in one gallon of the 
water. 

Should 70 c. c. of the water require more than 17 c. c. of 
standard soap test, it will be requisite to dilute the water 
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with its own volume of disfeiUed water, and to sobtnu^ " 1 " 
from the number of c. c. of soap test nsed. This one is sub- 
tracted because the 70 c & of distilled water would them- 
selves neutralise about 1 c. c of soap. If after this 
addition, more than another 17 c. c. of soap test are required, 
another 70 c c. of distilled water must be added, and another . 
'^ 1 '' subtracted from the number of c. c. of soap test, and so 
on, if a further addition is required. This dilution is required 
because it is not easy to observe the exact point of lathering 
when there is much curded soap present in relation to the 
volume of water. 

If the result be desired in milligrammes of Ca^OOOt in a 
litre of water, take 100 c c. of the water, and each c. c. of 
standard soap will be equal to 10 milligrammes of Ca|OCOs 
per litre. As in the former case, we must here dilute when 
a certain amount of soap test has been used, but in this case, 
as there is more water operated upon, we may use more soap 
test before diluting, in the proportion — 

70 : 100 : : 17 : « = 243. 
Therefore, when we have added about 24*3 of soap test with- 
out producing a lather, we must dilute with 100 c. c. of 
distilled water. But if 70 c c. of distilled water requires 
1 c. c. of soap test to form a lather, 100 c. c. will require 
1*43 c. c. We must therefore deduct 1*4 from the number 
of c. c. of soap test for every time we are compelled to 
dilute. 

35. Avery neat way of taking hardness is as follows: — ^Take 
a known volume of unstandardised soap solution and dilute 
it with 70 c c. of pure water, and then note the number of 
0. e. of standard CaCl^^ solution (1 c. c. =s 1 milligramme 
CsiOCOi) required to stop lathering. (The number of c. c. 
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of CaCl^Bolntion must approximate to 16.) The number of 
c. c of CaCl^solution + 1 = the number of milligrammes of 
potential Ca^OCO, required by the volume of soap. (The 
^' 1 " is for the 70 c. a of water.) Then take the same 
volume of soap solution, and add it to 70 c. c. of the water 
to be examined. If a lather forriMy note how many c. c. of 
standard CaCl^solution are required to stop lathering, (The 
difference between the number of milligrammes of Ca|OCOs 
required to stop lathering, and the potential Ca^OCOi before 
named, is the hardness of the water in grains of Ca^OCO, 
per gallon. If a lather does not form on the addition of the 
70 c. c of water, add another volume of the soap test, and 
70 c. c. of distilled water (which will count as 1 milli- 
gnunme of carbonate of lime). 

An example will make this plain. 

Took one measure of soap solution, added 70 c. c. of dis- 
tilled water, and noted that it required 14 c. c. of standard 
CaCl]^ solution to stop lathering. Therefore potential 
CaiOCOa required by the measure of soap solution =15 
milligrammes. 

Took one measure of soap solution. It did not lather 
with 70 c. c. of the sample of water. Added a second 
measure of soap solution, and 70 a c. of distilled water ; it 
gave a lather. Added standard CaCl^^solution ; 5 c. c. 
stopped formation of lather. 

Total potential GaiOCOi, • . = 80 
(1 + (►)....= 6 

Therefore one gallon oontaios 24 grains 
of Potential Ca^OCOt. 

36. Temporary and Permanent Hardness. — The total 
hardness is the soap-destroying power of the water before 



aallon. 


per Lil 


14-0 


200 


15-6 


223 


0-28 


i 


0-21 


3 
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boiling, or, indeed, before any treatment of any Jcind. The 
pennanent hardness is the hardness after an hour's boiling, 
there being, of course, an addition of distilled water to make 
up for the loss on evaporation. During boiling, bicarbonate 
of lime is decomposed, the carbonate being deposited, and so 
the water becomes softer. The iemporari/ hardness is the 
difference between total and permanent hardness. 

37. HABDNBSS OF WATER (examples), 

Oit000s» or its eqniralent ia 
Soap-destrojing Power. 

Gntins per Milligrammes 

Thames above London (total), 

New River, London . (total), 
Bala Lake * . (total), 

Bala Lake . (permanent), 

Batchworth Spring Water (Chalk), 

(total), 17-6 
Same, after being softened by Dr 

Clark's process {vide Clark and 

Smith's paper), . . . 2*0 

In this table of examples we have given Clark's degrees of 
hardness^ having copied the numbers from published papers. 
In order to translate Clark's degrees into ^'poterUial carlxmate 
of lime" we add one. Thus 14*0 is the degree given in the 
table for Thames water, and 15*0 is the number of grains of 
potential carbonate of lime in a gallon of Thames water. In 
like manner, 1*28 is the number for Bala Lake, &c. The 
number of grains of potential carbonate of lime is stricUj 
proportional to the soap-destroying power of the water. 

38. Sometimes the hardness of water is not due to dis- 
solved salts, but to the presence of free acid. We have met 
with two cases of this kind, both from manufacturing dis- 
tricts. The greater part of the hardness in these cases was 
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due to free hydrochloric acid. In a case of this kind, add 
litmus and then standard caustic soda until the red colour of 
the litmus begins to change; boil when the colour will 
change to blue. Then tetrate back with standard acid.« 

The acid employed contained 4*9 grammes per litre sul- 
phuric acid (H1SO4), and the soda was of corresponding 
strength. 

First case, — rain-water from a roof near soda-works. 

Took 250 c. c, added litmus and then caustic soda ; after 
adding 4*9 c. c. the colour began to change; boiled colour 
changed to blue. Added standard acid two or three drops aH 
a time, boiling between each addition until the colour again 
dianged, required 0*4 of acid. The water had therefore 
neutralised 4'5 c. c. of soda. 1000 c. a, or a litre, would 
therefore require 17 c. c. Each c. c. = 3*65 milligrammes 
hydrochloric acid. The water contained therefore 62*05 
milligrammes hydrochloric acid per litre or 4^ grains per 
gallon. 

Second case, — 250 c. c. required 7*2 c. c. soda. 

One litre, therefore, contained 104 milligrammes of hydro- 
chloric acid, or 7;^ grains per gallon. 

It is often requisite to tetrate waters that contain car- 
bonates dissolved in them together with an excess of carbonic 
acid. In such cases, tetrate directly with sulphuric acid and 
litmus in the boiling liquid. 
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39. The determination of chlorine in water is most con- 
^veniently made by volumetric analysia Advantage is taken 
of the fact that, when nitrate of silver is added to a neutral 
solution containing chlorides and chromates, the silver com- 
bines first with the chlorine, and only when the chlorine is 
exhausted combines with the chromic acid. Chloride of 
silver is white ; chromate of silver is dark red. 

In order to estimate the amount of chlorine in a liquid, a 
small quantity of chromate of potash is 'added, and then 
standard solution of nitrate of silver dropped in, until a red 
colouration is produced. The volume of nitrate of silver 
solution gives the quantity of chlorine present in the liquid. 

The chromate of potash must be neutraL It is best em- 

to 

ployed in the form of a solution containing 10 grammes ]^^r 
litre. 

40. The standard solution of nitrate of silver is made by 
dissolving 0*479 grammes of nitrate of silver in 1 litre of 
dii^^^^ water. (1 c. c. of this solution will correspond to 
0*1 milligramme of chlorine.) 

41. The determination of chlorine in water is made as 
follows : — 

70 or 100 c. c. of water are taken, 2 or 3 c. c. of the 
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solution of neutral chromate of potash added, and then the 
standard silver solution drop by drop until a permanent red 
colour begins to form. 

If 70 c. a of water have been taken, the number of c. c 
of silver solution consumed will represent the number of 
tenths of a grain of chlorine in a gallon of water. 

If 100 c. c. of water have been taken, the number of c. c. 
of silver solution will represent the number of parts of 
chlorine in one million parts of water. 

Neutral chromate of potash is very often contaminated 
with chlorides. It is therefore necessary to ascertain how 
much standard silver solution id consumed in producing a 
distinct red colouration with 1 c. c. of the chromate solu- 
tion, mixed with 70 or 1 00 c. c. of perfectly pure water. A 
slight correction should be made, by deducting the quantity 
requisite to produce this effect, from the quantity of silver 
solution consumed in any given experiment on a natural 
water. 

The determination of chlorine made by this process is very 
delicate, and it is seldom necessaiy to preface it by any 
concentration of the water. 

In those rare cases where an exceedingly delicate deter- 
mination of chlorine is required, a preliminaiy concentration 
of the water by evaporating a litre down to a small volume 
may be made. 

42. The importance of determining the amount of chlorine 
in potable water, depends on the fact that the presence of 
an abnormal amount of chlorine points to possible sewage 
contamination. The quai^tity of chlorine present in many 
kinds of natural water is. very small, and water which con- 
tains much of it has often derived it from sewage. It is 
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hardly possible for water to have been contaminated with 
sewage without being abnormally charged with chlorides. 
The converse, however, does not hold, for water sometimes 
acquires chlorides from the geological formation through 
which it passes. 

43. The following are a few examples of the amount of 
chlorine which is found in water. All except the first and 
last are taken from Watts' Dictionary : — 





Grains p«r 
CKUkm. 


Parts in one Million 

of Water.. . 
M illignn. per Litre. 


Bala Lake (R. H. Amith), 


0-706 


1009 


Ullswater, 


0-693 


9-9 


Thames at Eew, 


0-847 


12-1 


Thames at London Bridge, 


4-452 


63-6 


Rhine at Basle, . 


0-106 


1-6 


Rhine at Bonn, . 


1-016 


14-6 


Elbe, near Hamburg, . 


2-768 


39-4 


Atlantic Ocean, 


. 1880-84 


19012-0 


Well in village East of 






London, 


16-61 


228-0 



*.«■ 
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CHAPTER VI. 

KEASUBEMENT OF AMMONU. 

44. In the whole range of chemical analysis there is no 
determination which surpasses that of ammonia in point of 
delicacy. It is questionable, indeed, whether any other ap- 
proaches it. The Nessler test is capable of indicating less 
than ^ff milligrm. of ammonia dissolved in 100 cub. cent, of 
distilled water — being one part of ammonia in 20,000,000 
parts of water. And ammonia admits of concentration : tov 
mOligrm. of ammonia dissolved in two litres of water would, 
for the most part, pass into the first 100 c. c. of distillate, if 
the two litres of water were distilled. In this way, therefore, 
ammonia may be detected when the quantity is y^ milligrm. 
in 2 litres of water, or 1 part of ammonia in 200,000,000 parts 
of water. And even this statement, surprising though it may 
seem, is an under-statement of the delicacy of the test. 

45. PreparcUion of Messier Beagent, — This reagent is an 
aqueous solution of iodide of potassium, saturated with bin- 
iodide of mercury, and rendered powerfully alkaline with soda 
or potash. 

Dissolve 35 grammes of iodide of potassium in a small 
quantity of distilled water, and add to it a strong aqueous 
solution of bichloride of mercury (corrosive sublimate), which 
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will cause a red precipitate that disappears on shaking np the 
mixture. Add the solution of bichloride of mercury caref ully, 
shaking up, as that liquid is added, so as to dissolve the pre- 
cipitate as fast as it is formed. After continuing the addition 
of the bichloride of mercury for some time, a point will ul- 
timately be reached at which the precipitate wiU cease to dis- 
solve. When the precipitate begins to be insoluble in the 
liquid, stop the addition of the bichloride of mercury. Filter. 
Add to the filtrate 120 grammes of caustic soda in strong 
aqueous solution (or about 160 grammes of potash). 

After adding the solution of alkali, as just described, dilute 
the liquid so as to make its volume equal one litre. Add to 
it about 5 c c. of a saturated aqueous solution of bichloride 
of mercury. Allow to subside, and decant the clear liquid, 
which is the Nessler reagent. 

As exposure to the air is apt to render Nessler reagent 
somewhat turbid, it is advisable to keep the stock of the re- 
agent in a large bottle, which should only be opened to supply 
a small bottle kept to hold that which is in immediate use. 
The addition of the 5 c. c. of solution of bichloride of mercury 
has two objects : it causes the Nessler reagent to clear 
rapidly, and imparts sensitiveness to Nessler reagent, which 
is deficient in sensitiveness. 

46. Use of the Test, — ^When a small quantity of the re- 
agent is added to a solution containing a trace of ammonia, 
a yellow or brown colouration is produced. If more ammonia 
is present, a precipitate is formed ; and if ammonia be added 
to the reagent, a precipitate is almost always obtained. 

47. In order to use the test quantitatively, the following 
things are required : — 

(1.) Distilled water, free from ammonia. 
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(2.), Standard solutioii of ammonia. 

(3.) A burette to measure the standard ammonia. 

(4.) A pipette for the Nessler reagent. It should deliver 

about 1^ c. c. 
(5.) Glass cylinders that vill contain about 160 c. c.;, 

they are graduated at 100 c. c. and at 150 o. c. 

48. (1.) Distilled water of sufficient purity is generally 
to be obtained when a considerable quantity of water is 
distilled. The first portions of distilled water usually con- 
tain ammonia. After a while^ on continuing the distillation, 
the water usually distils over in a state of tolerable purity, 
but towards the end ammonia will again appear in the distil- 
late. By collecting the middle portion of the distillate apart , 
from the rest, it wiU usually be easy to obtain distilled water 
of sufficient purity. In order to be available, the distilled 
water should not contain so much as rhs of a milligrm. of 
ammonia in 100 c. c. of water. If there is no opportunity 
of distilling a large quantity of water, and taking the middle 
fimction of the distillate, it may be necessary to re-distil 
distilled water of ordinary quality : the first part of the 
distillate wiU be ammoniacal ; after that there wiU be water 
free from ammonia. 

49. (2.) The standard ammonia should contain yi^r of a 
milligrm. of ammonia in one cubic centimetre of water. It is 
made by dissolving 0*03882 grm. of sulphate of ammonia in 
a litre of water. If chloride of ammonium be taken, the 
quantity of the chloride to be dissolved in a litre of water is 
0*0315 grm. It will be found most convenient in practice 
to keep a solution of ten times this Btrength (0*38^2 grm. 
sulphate of ammonia in a litre of water), and to dilute it 
when required for use. 
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50. In order to estimate ammonia, fill one of the cylinders 
np to 100 c. c. with the solution to be examined, and add l^ 
c. c. of Nessler reagent by means of the pipette. Observe 
the colour^ and then run as much of the standard solution of 
ammonia as may be judged to correspond to it into another 
cylinder containing distilled water, fill up with water to 100 
c. c, and add 1^ c. c. of Nessler test. Allow the liquids to 
stand for ten minutes. If the colouration is equal, the amount 
of standard ammonia used will represent the ammonia in the 
fluid under examination. If not, another cylinder must be 
filled, employing a different amount of the standard ammonia, 
and this must be repeated until the colours correspond. It 
is very seldom necessary to make more than two such com- 
parative experiments ; and with a little practice, the operation 
of " Nesslerising " will become very easy and rapid. With 
regard to the l^its of the readings, it is not difficult to 
recognise j^jg of a milligrm. of ammonia in 100 c. c. of water, 
and the difference between ^ and ^ of a milligrm. should 
be visible. It will be observed that ^J^ milligrm. of ammonia 
will be more visible in 50 c. c. of water than in 100 c. c. of 
water J so that when it is desirable to detect the very minutest 
quantities, concentration of NH3 in a small bulk of water is 
to be recommended. 

With regard to the superior limit. When the ammonia 
becomes too concentrated, precipitation occurs. Different 
samples of Nessler test will sustain different quantities of 
NHg without precipitation. 

The presence of a great number of substances in aqueous 
solution containing ammonia wiU interfere with the indication 
of the Nessler reagent, and it is always desirable to have the 
ammonia in pure distilled water^ if that be possible. In order 
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to do so, the solution containing the ammonia should be dis- 
tilled with a' little alkali, and the Nessler reagent applied to 
the distillate. ' 

If a water contains much carbonic acid, it is desirable to add 
a little potash to the water before adding the ISTessler test. 
Thus, in estimating the ammonia in the distillate from soda 
water, too small a number will be obtained, if this precaution 
be neglected. 

51. When there is a necessity for the use of the Nessler 
test without previous distillation, a special device has to be 
resorted to in order to get rid of the disturbing influence on 
the Nessler test of the substances dissolved. This device will 
be explained further on. 

52. The following table will be of use in converting observed 
amounts of ammonia into nitrogen or nitric acid. 



Table shomng the amourU of Nitrogen and Nitric Acid corre- 
sponding to different amounts of Ammonia, 



Ammonia NHs. 




Nitrogen. 




Nitric Acid HNOj 


1 . . . 0-89 . . . 3-7i 


2 . 


• 


« 


1-78 


4 




7*41 


3 . 


• 




2-67 


• 




11-12 


4 






3-56 


fl 




14-82 


5 






4-44 


• 




18-53 


6 






5-33 






22-24 


7 






6-22 


• 




26-94 


8 






7-11 


4 




29-65 


9 






800 


fl 




33-35 


10 






8-89 


1 1 




37-06 


11 






9-78 






. 40-76 


12 






10-67 






44-47 


13 






11-66 






. 48-18 


U 






12-44 


» 4 




51-88 


16 






13-33 






. 5659 
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Ammonia NHa. 


Nitrogen. 




Nitric Acid HNOs. 


16 . 


14-22 . . . 59-29 


17 . . . 


15-11 






. 63-00 


18 . 


16-00 






66-71 


19 . . . 


16-89 






70-41 


20 . 


17-78 






74-12 


21 . 


18-67 






. 77-82 


22 . 


19-66 






81-53 


23 . 


20-44 






. 85-24 


24 . 


21-33 






. 88-94 


25 . 


22-22 






. 92-65 



CHAPTER VII. 

NITB06EN EXISTING AS NITRATES AND NITRITES. 

53. Several methods are in use for the estimation of the 
nitrogen existing in water in the state of nitrates and nitrites. 
The best method in our opinion is a modification of Schulze's, 
which has been recently described in the Journal of the 
Chemical Society* It consists in converting the nitrates and 
nitrites into ammonia by means of metallic aluminium acting 
upon them in the cold and in strongly alkaline solution. 

54. The process is carried out as follows : — 100 c. c. of the 
water are introduced into a non-tubulated- retort, and 50 to 70 - 
CO. of a solution of caustic soda added. The caustic soda 
must be free from nitrates, and the strength of the solution 
should be such that 1 litre contains 100 grm. of caustic soda. 
The contents of the retort are to be distilled until they do not 
exceed 100 c. c, and until no more ammonia comes over; 
that is, until the Nessler test is incapable of detecting 
ammonia in the distillate. The retort is now cooled^ and a 
piece of aluminium introduced into it (foil will answer very 
well with dilute solutions, but we much prefer thin sheet 
aluminium in all cases). The neck of the retort is now in- 
clined a little upwards, and its mouth closed with a cork, 

through which passes the narrow end of a small tube filled 

i 
* CbapmAn, May 1868. 
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with broken-np tobacco-pipe, wet either with water, or, better, 
with very dilate hydrochloric acid free from ammonia. This 
tube need not be more than an inch and a half long, nor larger 
than a goose-quilL It is connected with a second tube con- 
taining pumice-stone moistened with strong sulphuric acid. 
This last tube serves to prevent any ammonia from the air 
entering the apparatus, which is allowed to stand in this way 
for a few hours or over night. The contents of the pipe-clay 
tube are now washed into the retort with a little distilled 
water, and the retort adapted to a condenser, the other end 
of which dips beneath the surface of a little distilled water 
free from ammonia (about 70 to 80 c. c.)* The contents of 
the retort are now distilled to about half their original 
volume j the distillate is made up to 150 c. c ; 50 ^ c. of 
this are taken out, and the Nessler test added to them. If 
the colour so produced is not too strong, the estimation may 
be made at once ; if it is, the remainder of the distillate must 
be diluted with the i^quisite quantity of water. 

55. Should it be desired to determine the ammonia by 
titration (alkalimetry), a much larger quantity of the water 
must be employed. Half a litre or a litre should be evapo- 
rated down to a small bulk, and treated in exactly the same 
manner, except that the distillate is received in standard acid 
instead of water. 

It will be understood that the purity of the reagents must 
be ascertained by making blank experiments. We have met 
with common caustic soda, sold in lump, which has proved to 

* Condensers are very apt to contain a trace of ammonia if they have 
been standing all night, and must, therefore, be washed out with the 
utmost care. We prefer to distil a little water through them until 
ammonia can be no longer detected in the distillate. 
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be free from nitrates. Should the caustic soda be found to 
contain nitrates, they may be destroyed by dissolving a small 
quantity of aluminium in the cold aqueous solution, and the 
resulting ammonia should afterwards be expelled by boiling. 

The Nessler test is described in the previous chapter under 
ammonia. The process for the estimation of nitrates, which 
we have just described, is specially adapted to those cases 
wherein the amotmt of nitrates is very smaU, and is, we 
believe, the only method which gives accurate results under 
such circumstances. 

The following examples will serve to indicate the degree 
of trust which may be reposed in it : — 



Nitric Add HNOs 






Ammonia NHS 


< 


employed. 






obtained. 


theory. 


Ezpt. 


MilUgrm. 






MilUgnn. 


Milligrm. 


I. 


100 


(alkalimetry) 


27-6 


270 


11. 


100 


(alkali 


metry) 


27-8 


27-0 


III. 


100 


(Nesslerising) 


25-0 


27-0 


IV. 


100 


(Nesslerising) 


28-0 


27-0 


V. 


7 




» 


1-80 


1-89 


TI. 


1 (with salts) 


»> 


0-28 


0-27 


VII. 


1 (with salts) 


>f 


0-26 


0-27 


VIII. 


1 (with salts) 


>t 


0-25 


0-27 


IX. 


1 (with salts) 


)> 


0-27 


0-27 


X. 


1 




i* 


0-25 


0-27 


XI. 


0-6 




tt 


0,U 


0-185 


XII. 


0-6 




n 


0-12 


0-135 


XIII. 


0-2 




if 


0-05 


0-054 


XIV. 


0-3 




>» 


0-078 


0-081 


XV. 


0-1 




it 


0-025 


0-027 


XVI. 


01 




99 


026 


0-027 



56. The nitric acid was taken in the form of nitrate of potash. 

In experiments VI., VII., VIIL, and IX, different inor- 
ganic salts were put into the water along with the nitric 
ncid, in order to ascertain whether their presence woald have 
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any effect on the redaction of the nitric acid to ammonia. 
In expt YI., 50 miUigrm. of NaCl were used ; in expt. Yll,^ 
50 miUigruL NaCl and SOmilligraL EtOSO,; in expt YIIL, 
50 milligrm. of phosphate of soda ; in expt. IX^ 50 miUigrm. 
Fefilt and 50 milligrm. of Mg,OSO,. It is proved that the 
presence of salts has no influence on the result. 

57. The adaptation of the method to small quantities is 
very well shown by the above experiments, which exhibit it 
as answering just as well with a few hundredths of a milligrm. 
as with a few milligrms. of material This extreme deli* 
cacy is due to the fact that we are able to employ the Nessler 
test 

58. In the process, as we have just* described it, there is a 
distiMoHon, Should there be any reason for avoiding a dis- 
tillation, the following modification may be used : — 

Prepare a soda ley by dissolving 100 grm. of solid soda in 
water and diluting to a litre, and insure its freedom from 
nitrates by taking the soda as free from them as can be obtained 
in the first instance, and subsequently dissolving a very little 
aluminium in the cold solution of the alkali. Take 200 c. c. 
of this soda ley and mix it with 200 c. c. of the sample of 
water, and place in the mixture a bit of metallic aluminium. 
Allow the aluminium to dissolve in the cold, and the liquid to 
become clear. There wiU thus be got a liquid containing the 
original ammonia and the ammonia arising from the nitrates. 
Every 100 c c. of this liquid will contain 50 c. c. of the 
sample of water. 

For comparison take 200 c. c of the soda ley and dissolve 
in it in the cold the same quantity of aluminium as before. 
When the aluminium has dissolved, add 200 c. c. of the 
sample of water, and allow to subside. Every 100 c. c. of the 
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mixture will contain 50 c. c. of the water and 50 of soda ley. 
This cofnparison-liquid will be like the first one in every re* 
spect except one : whereas the first one has the nitrate reduced . 
to ammonia, it will have the nitrates in the unreduced state. 
Decant and determine the ammonia by the Nessler test (see 
^55y using the comparison liquid instead of distilled water, and 
using the standard ammonia of strength 0. 1 mUligrm. per 1 c.c. ) 

It will be observed that the comparison-liquid contains as 
much original ammonia as the liquid which is to be compared 
with it, and that therefore no correction is needed for 
original ammonia. Before mixing the sample of Water with 
the soda ley — whether to make the liquid to be reduced or 
the comparisorir-liquid — add a very little chloride of calcium, 
so as to get an appreciable quantity of precipitate oh mixing 
with the soda ley. 

It will be understood that when the ammonia originally 
present in water is large relatively to that given by the nitrates 
— as occasionally happens — ^this plan without distillation 
would not be advantageous. 

It is of course open to the analyst to expel the free ammonia 
more or less completely by boiling the water before commenc- 
ing the operation of determining the nitrates. 

59. Dr Letheby finds it better in estimating nitrates by 
this method to employ a much larger surface of aluminium 
than here recommended. The operation is certainly much 
hastened by this course of proceeding, and provided that care 
be taken not to allow the liquid to get too hot during the 
reaction, there can be no objection. The following modifica- 
tion of the method has been found by us to answer well. 

A tubulated retort of about 350, or 400 c. c. capacity, is 
taken. To the tubulnre is adapted a cork and safety tube. 
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The body of the retort is about one-third filled with scraps of 
aluminium. Dilute solution of potash or soda is now added 
through the safety tube, and the contents of the retort dis- 
tilled until no ammonia can be detected in the distillate. The 
apparatus is now dismounted, the liquid emptied out, and 
the water containing the nitrate to be estimated poured in. 
Strong soda or potash solution, which gives no ammonia 
when treated with aluminium, is now poured down the safety 
tube in small portions at a time, so as to start a gentle evolu- 
tion of hydrogen. Care must be taken that the contents of 
the retort do not get notably heated by too violent an action. 
Should this appear to be imminent, water should be added 
through the safety tube. When the reaction has proceeded 
for fifteen or twenty minutes, the reduction will be found to 
be complete. 

The liquid contents of the retort are now transferred to 
another retort, the great excess of aluminium washed with a 
little pure water, and the washings added to the main body 
of the liquid. This liquid is now distilled, and the ammonia 
estimated in the distillate. The excess of aluminium in the 
first retort is ready to act on a fresh sample of water. It 
may be used many times in succession. 

60. A description of Frankland and Armstrong's process 
is to be found in the Jowmat of the Chemical Society for 
1868, page 101. We quote from that journal : — 
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Estimation of Nitrogen in the form of Nitrates and Nitrites, — 
The following is the mode in which this process is applied to the 
estimation of nitrogen existing as nitrates and nitrites in potable 
waters : — The solid residue from the half litre of water used for deter- 
mination, No. 1 (estimation of total solid constituents) is treated with 
a small quantity of distilled water ; a very slight excess of argentic sul- 
phate is added to convert the chlorides present into sulphates, and the 
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filteted Hquid is then concentrated by evaporation in a small beaker, 
until it is reduced in bulk to two or three cubic centimetres. The 
liquid must now be transferred to a glass tube, furnished at its upper 
extremity with a cup and stopcock, previously filled with mercury at 
the mercurial trough, the beaker being rinsed out once or twice with a 
very small volume of recently -boiled distilled water, and finally with 
pure and concentrated sulphuric acid, in somewhat greater volume than 
that of the concentrated solution and rinsings previously introduced 
into the tube. By a little dexterity it is easy to introduce succe^ively 
the concentrated liquid, rinsings^ and sulphuric acid into the tube by 
means of the cup and stopcock, without the admission of any trace of 
air. Should, however, air inadvertently gain admittance, it is easily 
removed by depressing the tube in the mercury trough, and then 
momentarily opening the stopcock. If this be done within a minute or 
two after the introduction of the sulphuric acid, no fear need be enter- 
tained of the loss of nitric oxide, as the evolution of this gas does not 
begin until a minute or so after the violent agitation of the contents 
of the tube. 

** The acid mixture being thus introduced, the lower extremity of 
the tube is to be firmly closed by the thumb, and the contents violently 
agitated by a simultaneous vertical and lateral movement, in such a 
manner that there is always an unbroken column of mercury, at least 
an inch long, between the acid liquid and the thumb. From the de- 
scription, this manipulation may appear difficult, but in practice it is 
extremely simple, the acid liquid never coming in contact with the 
thumb. In about a minute from the commencement of the agitation 
a strong pressure begins to be felt against the thumb ofithe operator, and 
the mercury spirts out in minute streams, as nitric oxide gas is evolved. 
The escape of the metal should be gently resisted, so as to maintain a 
considerable excess of pressure inside the tube, and thus prevent the 
possibility of air gaining access to the interior during the shaking. In 
from three to five minutes the reaction is completed, and the nitric 
oxide may then be transferred to a suitable measuring apparatus, where 
its volume is to be determined over mercury. As half a litre of water 
is used for the determination, and as nitric oxide occupies exactly double 
the volume of the nitrogen which it contains, the volume of nitric 
oxide read off expresses the volume of nitrogen existing as nitrates 
and nitrites in one litre of water. From the number so obtained the 
weight of nitrogen in these forms in 100,000 parts of water is easily 
calculated." 
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61. FranMand and Armstrong give two examples to 
show the degree of accuracy of their process. In one in- 
stance 20 miUigrms. of nitre were taken, and in the other 
instance 10 milligrms. The results were : 



'MiUignns. of Nitrogen 
Calculated. Found. 


2772 


2-897 


1-886 


1-424 



No. 1, . • « 

No. 2, • . « 

* 

These determinations exhibit the method as yielding re- 
sults of fair percentage accuracy, and with an absolute error 
of Tf^ milligrms. igid tA^ milligrms. of nitrogen. In point 
of accuracy the method is probably as good as is ever actually 
required for water analysis. We think, however, that it is 
more trouble than the other method described above. Also, 
we do not think that it is capable of estimating quantities of 
nitrogen which fall below t\r milligrm. At any rate, no proof 
has been offered that such small quantities are estimable by 
the method. 

The circumstance of the binoxide of nitrogen being liberated 
in contact with some 8 or 10 c. c. of 50 per cent, sulphuric 
acid, must (even though the liquid be hot) impair the accuracy 
of the method. 

62. In addition to the processes just given, there are 
Pugh's method, consisting in the reduction of nitric acid to 
ammonia by protochloride of tin in sealed tubes at high tem- 
peratures, Vernon Harcourt's reduction with iron and zinc, 
Pelouze's process with proto-salt of iron, and a number of 
others. 

63. In order to give some idea of the quantities of nitrates 
and nitrites which occur in different kinds of water, we give 
a few examples taken from a table at the end of Frankland 
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and Armstrong's paper in the Chemical Society's Journal 

(March 1868) : — Nitrogen exiatlng as 

Nitrates and Nitrites. 

Parts per 



Grains per 
Gallon. 



Thames water, as delivered in London, 
fiiver Lea water (Kew River Co.)» 
Chalk water (Kent Co.), 
Chalk water (South Essex Co.), 
Glasgow, from Loch Katrine, . 
Manchester, from Derbyshire Hills, 
Ijancaster, from Bleasdale Fells, 
Bala Lake, . . 

Uileswater Lake, . . ' 

Thirlmere Lake, 
Haweswater Lake, 
Well water from Leyland, near Preston, Lan- 
cashire, . . • . 






6 



242 
253 
286 
594 



1-726 



million. 
(MlHigrms. 
per litre.) 

3-46 

3-61 

4-08 

8-48 

31 

0-01 

0-36 

0-00 

0-05 

02 

00 

24-66 



From which it appears that whilst the London water contains 
comparatively much nitrates, the lake waters and the Man- 
chester water are comparatively free from nitrates. We do 
not attach any value to the nunfbers below 0*1 in the above 
table. 

64. The amount of nitrates in water has been looked on 
as a matter of extreme importance, and, in our opinion, 
unreasonably so. The nitrates and nitrites have been re- 
garded as measuring the defilement of water. Nitrogenous 
organic matters decay and are oxidised, and yield more or 
less nitrates by the oxidation of the nitrogen which they 
contain. Eeflecting on this fact, some chemists have pro- 
posed to regard the amount of nitrates in a water (a small 
correction having been made for the nitrates existing in rain 
water) as the measure of the sewage which has been dis- 
charged into the water and undergone destruction. The 
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recent reports of the Registrar-Gkneral on the state of London 

water refer to these data as showing ^^ previous sewage conr 

tamtnation,^' 

» 

But if nitrates are generated by oxidation of the organic 
refuse discharged into water, they also find their way into it 
from the various geological strata traversed by the water. 
Chalk springs, which contain no organic matter, are often 
highly charged with nitrates. In this case, the nitrates, if 
arising from sewage at all, can only be said to arise from 
fossil sewage, which was organic matter long ago in the 
geological ages. 

Again, on the other hand, the processes of vegetation in 
rivers and lakes are calculated to withdraw nitrates from the 
water. * 

65. In fine, presence or abundance of nitrates does not 
necessarily show defilement by means of sewage, and de- 
ficiency of nitrates does not show absence of defilement. 
And whilst the high figure for the chalk water of the South 
Essex Company is no proof 8f previous sewage contamination 
of that water, the low figure of Bala Lake does not prove 
absence of previous sewage contamination of the water of 
that lake. 

We do not look upon the presence of considerable quantities 
of nitrates in water as any bar to its employment for domestic 
use. We should, however, think that water of this kind 
would require to be exceptionally free from organic matter in 
order to be safe. 



CHAPTER VIII. 

OBOANIC MATTEB. 

66. We have seen that the total solid residue left by a water, 
the hardness, the amount of chlorine, and the nitrates, are 
data which in themselves are seldom of much direct value in 
enabling a judgment to be given whether a water is potable 
or not. 

We now pass on to the consideration of constituents, which 
are of vital importance. The amount of organic matter, and, 
closely connected with it, the amount of ammonia, is a matter 
of prime consequence. 

67. The extreme minuteness of the quantity, which makes 
the difference between a good and a bad kind of water, renders 
this branch of the inquiry difficult, and excludes the employ- 
ment of all the ordinary methods of chemical analysis. The 
detection and measurement of the organic matters in water 
belongs to the domain of micro-chemical investigation. Be- 
fore describing the method which, in our opinion, really does 
reach the organic matters present in waters, we will discuss 
the other processes which have been employed for this 
purpose. 

The method oftenest used for the estimation of organic 
matters in water is the determination of the loss on igniting 
the water residue. The best way of getting the loss on ig- 
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nition is to add a small and aocnrately-weighed quantity of 
carbonate of soda to the water before evaporating to dryness. 
After igniting the residue, it should be allowed to cool, and 
then be moistened with a solution of carbonate of ammonia, 
and dried first at 100'' C. and then at 130° C. In this way 
very constant results may be got with the same water ; but, 
unfortunately, the loss on ignition cannot be depended upon 
as an index to the organic matter. 

68. Water which contains little or no organic matter some- 
times contains much nitrates. Nitrates give off oxygen, and 
even nitrogen on ignition, and> indeed, in the process we have 
given, may pass into carbonates. There may, therefore, be 
much loss on igniting a water residue and stiU no organic 
matter. On the other hand, the process of evaporation to 
dryness is calculated to destroy organic matter, so that the 
loss may under-represent the amount of organic matter. 
Moreover, as we shall presently see, the ignition process is 
altogether of too crude an order to be suitable for dealing 
with the very minute quantities of organic matter which 
actually do occur in water.* 

The appearance of the water residue during ignition is 
probably a more valuable criterion than the actual amount 
of loss. Blackening indicates organic matter. 

69. Instead of determining the organic matter by the loss 
on ignition, it has been proposed by Frankland and Arm- 
strong to determine it by taking the amount of carbonic acid 
and nitrogen gas which a water residue gives on being burnt, 

* Frankland and Armstrong have treated this question very fully 
m their paper in the March number of the Journal of the Chemical 
Society, showing that there is sometimes even ^otn of weight on igni- 
tion of water residue. 
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tlie nitrates and nitrites having been destroyed beforehand 
by boiling with sulphurous acid. We cannot recommend 
this process: it is very troublesome, and, in our opinion, 
very inaccurate. A description of it is to be found in the 
Journal of the Chemical Society for 1868, page 77, and 
in the Appendix to this work will be found our remarks 
upon it. 

70. Another method of measuring the organic matter con- 
sists in ascertaining how much permanganate of potash a 
given volume of the water is capable of reducing. The 
consumption of oxygen is taken to be the measure of the 
organic matter. There are a great many objections to this 
process. Nitrites consume oxygen, and would therefore be 
returned as organic matter. Different kinds of organic 
matter are variously affected by the permanganate. Frank- . 
land and Armstrong have exhausted the objections to the 
use of this test in their paper (Journal of the Chemical 
Society for March 1868) ; and to that paper we beg to refer 
our readers. 

The test may, however, have some little value as a rapid 
method of examination, where no better method is available. 
With very bad water, such as the Thames water at London 
Bridge, permanganate is instantly decolourised, and gives very 
constant results when applied to the same sample of water. 
Dr W. Allen Miller has communicated to us a set of experi- 
ments on such water, showing the constancy of the results. 
With waters not so bad as that, and still not good, its indi- 
cations are apt to be indecisive. 

The method is practised as follows : — ^A solution of per- 
manganate of potash is made by dissolving 0*320 gramme 
of permanganate of potash (crystals) in a litre of freshly- 
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distilled water. The strength oSpthe solution may be verified 
by noting how much oxalic acid a given volume of it will 
oxidise — i.e., how much will be decolourised by a given 
quantity of the ftc^d. The strength, as given by this 
prescription, is one tub. cent. =0 '08 milligramme of active 
oxygen. The examinations are* made by taking half«a Ktre 
of the water to be examined. To this water are to be added 
10 c. c. of dijjite sulphuric acid made by diluting one volume 
of oil of vitriol with three volumes of water. Then the solu- 
tion of permanganate is added from a burette so long as it 
is decolourised. Different results are obtained by letting the 
mixture stand for different lengths of time. The temperature 
also affects the result. As we have said, the process is suited 
only for vory bad specimens of water. 

71. After having thus pa^ed in review these methods of 
determining organic matter injwater — methods which in our 
opinion are inadequate for the purpose — we pass on to a new 
method of determining nitrogenous organic matters. It is 
distinguished by its special adaptation to detect and estimate 
microscopic quantities, and appears to us to be especially 
adapted to deal with the organic impurities in water. 

A very few words will suffice to enunciate the principle of 
this method. Most kinds of water contain ammonia (or 
ammoniacal salts), which either was recently, or may presently 
become, a constituent of organic matter. In addition to this, 
most kinds of water actually do contain more or less nitro* 
genous organic matter, which furnishes ammonia either on 
simple boiling with carbonate of soda^ or else on boiling with 
permanganate of potash, in presence of excess of alkali. 

By estimating the amount of ammonia obtainable from- 
water, noting the circumstances under which it is obtained, 
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we have a measure of the nitrogenous organic matter present 
in water. 

We have seen in a former chapter the wonderful delicacy 
of our means of estimating and detecting ammonia. Such 
being the character of this estimation, the great advantage of 
causing determinations^*of 'organic matter to depend on 
measurements of ammonia will be manifest. By making 
these measurements of ammonia stand for meAsurements of 
organic matter in water, we apply micro-chemistry to water 
analysis. 

Ammonia Method of Water Analym, 

72. The examination of water by the new method, which 
we may characterise as the ammonia method, is managed as 
follows: — . 

Half a litre of water is taken and placed in a tubulated 
retort, and 15 c. c. of a saturated solution of carbonate of 
soda added. The water is then distilled until the distillate 
begins to come over free from ammonia (i.e,, until 60 c. c. 
of distillate contain less than j^ of a milligramme of NH,). 
A solution of potash and permanganate of potash is next 
added. This solution is made by dissolving 200 grammes of 
solid caustic potash and 8 grammes of crystallised perman- 
ganate of potash in a litre of water. The solution is boiled 
to expel any ammonia, and both it and the solution of car- 
bonate of soda ought to be tested on a sample of pure water 
before being used in the examination of water. 

50 c. c. of this solution of potash and permanganate should 
be used with half a litre of the water to be tested. 

The distillation is continued until 50 c. c. of distillate con- 
tain l^ss than ^ milligramme of ammonia. 



52 WATKB ANALYSIS. 

Both sets of distillate have the ammonia in them deter- 
mined by means of the Nessler test, as described above. 

No matter how good the water may be, it is desirable 
never to distil over less than 100 c. c. with carbonate of soda, 
and not less than 200 c. c. after the addition of the potash 
and permanganate of potasL 

73. It will easily be understood that the greatest cleanli- 
ness is requisite in canTing out this process. The Liebig's 
condenser is especially liable to contain traces of ammonia, and 
should be cleaned out immediately before being used. The 
best way of effecting this is by distilling a little water 
through it. In boiling the contents of the retort it is well to 
use the naked flame placed quite close to the retort, so as not 
to heat one spot only. We are in the habit of using a large 
Bunsen burner placed close to the bottom of the retort. Per- 
sons who are not in the habit of distilling with the naked 
flame will probably find an argand gas-lamp with a metallic 
chimney to be the more convenient source of heat. 

With regard to the retort itself, it should be capable of 
holding about 1500 c. c wheu in position for distillation and 
filled up, so as to run over. The tubulure should be so situ- 
ated as to admit of the charge being poured in when the 
retort is in situ for distillation. The charge is to be intro- 
duced by means of a funnel, so as to avoid dirtying or crack- 
ing the retort. 

Longevity/ of a good retort.— Our experience is, that a retort 
either breaks the first time or two of using, or else lasts 50 
or 100 times. One retort performed 217 operations. 

74. The following examples will serve to illustrate the 
process : — 
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Edinburgh Water (from Swanston), 25th September 1867. 

ONE-HALF UTBB IAKSN. 

c. c. Milligrm. NHs. 

I. Distillate (carbonate of soda), . . 100 = '015 

II. Distillate (potash and permanganate of 

potash), . ^ . . 100 = -035 

100 = -016 



•060 



Therefore 1 litre of Edinburgh water (from Swanston) con- 
tains:-— 

Milligrm. 

Free ammonia, .... 0*0^0 

Albmnlnoid ammonia, . . . 0*10 

Or, 1,000,000 parts contain- 
Free NH», .... 0-03 part. 
Albuminoid NHs, . . . 010 „ 



Glasgow Water (Loch Katrine), October 3, 1867. 

ONB-HALF LITRE TAKEN. 



I. Distillate (carbonate of soda), 
II. Distillate (potash and permanganate of 
potash), .... 



Therefore 1 litre contains — 

' Free NH„ 

Albuminoid NHt, 



c. c. 


Milligrm. NHs. 


100 


= -002 


100 


= -04 


100 


= -00 




•04 




MiUignn. 


• 


0-004 


• 


008 
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London Water (Thames), Wat Middlesex Water from the 

Main, 25th Janvary 1867. 

OKS-HALV LITBB TAKEIT. 





e. c. 


MlUigrm. NHb. 


I. Distillate (carbonate of soda), 


100 


= -02 


II. Diatillate (potash and permanganate of 






potash), .... 


100 


= -07 




100 


= -01 
•08 


Therefore 1 litre contains — 




HiUignii. 


FreeNH,, 


• 


004 



Albuminoid- NH^ . . . 0*16 

75. Sometimes it is necessary to add distilled water to the 
contents of the retort. This happens in the case of very bad 
waters, which require prolonged boiling in order to effect 
complete decomposition of the organic matters. Whenever 
this has to be done the greatest care must be taken to add 
only pure water.* 

76. Very bad specimens of water may be conveniently 
examined as foUows :— 

About 600 c. c. of recently-distilled water are put into the 
retort, and distilled with 15 c. c. of saturated sohition of 
carbonate of soda, until the distillate comes over ammonia 
free. Then 100 c. c. of the very bad specimen of water are 
added, and the operation proceeded with, as has been de- 
scribed. Of course the values must be multiplied by 10, in 

* The distilled water to be used for this purpose should not only 
refuse to react on Nessler reagent, but must contain no organic nitro- 
genous matter. It must give no ammonia on distillation with alkaline 
permanganate. 

Bad water often '' bumps " much during the boiling with the alkaline 
permanganate. When this happens, it is well to use fragments of 
broken-up tobacco-pipe previously ignited, which will stop bumping. 
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order to obtain the quantities of ammonia yielded by a litre 
of the specimen. 

The water from the Thames, at London Bridge, has been 
examined by this modification of the process. Sewage should 
be examined in a similar manner; only even a smaller quantity 
than 100 c. c. will be found convenient. 

77. As has been already mentioned, the first portion of 
ammoniacal distillate contains both the free ammonia of the 
water and that obtained from the decomposition of any urea 
that may exist in the water. Usually it is quite unnecessary 
to make any separation of the free ammonia from the am- 
monia present as urea. In the case, however, of very fovJ 
water, as, for instance, in the Thames water taken at London 
Bridge, it is sometimes worth while to make this distinction. 
When this is desired, a determination of the free ammonia 
actually present in the water must be made. The difference 
between the amount of ammonia evolved by carbonate of soda 
and the ammonia, present as such, is equal to the ammonia 
obtained from the urea. 

78. There are some difficulties in estimating the ammonia, 
present as such, in water. As we have already remarked, the 
presence of many substances interferes with the Nessler test, 
and we have to elude this difficulty. This may be done by 
operating as follows : — 

Take 500 c. c. of water, add a few drops of solution of 
chloride of calcium, then a slight excess of potash. Filter. 
Put it into a retort and distil until the distillate comes over, 
free from ammonia, then make up the contents of the retort 
with distilled water to their original volume, viz., 500 c. c. 
Now take 200 c. c. of the original water, treat it with chloride 
of calcium and potash, as before. Then filter, care being 
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taken to have the filter-paper well wasbed before commencing 
the filtration. In this way two samples of water are obtained, 
the one with the ammonia, as in the original water, and thei 
other without the ammonia, but in every other respect the 
same as the former. This second portion of water is to be 
used in the place of distilled water to make the Kessler com-» 
parisons ; as both samples contain the same impurities, they 
will affect the tint of the Nessler test in the same manner. 
Thus the error arising from the presence of salts, dec, ill 
avoided. 

79. Example, — A London well water, which contained 192 
grains of solid matter per gallon (or 2743 in the million), was 
taken. It was boiled with a little potash (the addition of 
chloride of calcium being unnecessary), until it was free from 
ammonia. It was then diluted to its original volume with 
pure distilled water ; 100 c. c. of this diluted water were 
taken, and ^^ of a milligrm. NH, added to it, and then the 
Nessler test. There was no colour at first, but after a little 
while it became coloured ; but the colour never equalled that 
given by tSv of ammonia in the same volume of distilled 
water. 

In another case the ammonia was estimated in a well-water, 
the comparisons being made both with distilled W9i^ and 
with some of the water prepared as above. Th^^^l^lts were 
as follow : — •* 

MiUigrm. NH3 
per litre. 

Comparifon with well water, • • *75 

„ distilled water, • • *60 

In this case also the total solid residue was large, 208 
grains per gallon, or 2971 parts in the million. Other 
examples might be given, but all that it is necessary to 
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say is, that the error appears to be sometimes on the other 
side. 

80. In the following instances the total ammonia was deter- 
mined by distillation. Fo^ example : — 1 litre of the water 
was put into a retort, and about 30 grammes of dry carbon- 
ate of soda, dissolved in a little water, added ; the retort 
was adapted air-tight to a condenser, the other end of which 
dipped beneath a little distilled water contained in a vessel 
large enough to hold about 600 c. c. The retort was placed 
on a sand-bath, and gently heated until the water just com- 
menced to simmer. The distillation was carried on very 
slowly until about half the contents of the retort had distilled 
over. The time taken by this distillation was about &Ye 
hours. i^The receiver was now removed, and another put in its 
place, the distillation being quickened. After about 100 
c. e. had come over, they were tested for ammonia ; and if 
found free, which they for the most part were, the process 
was at an end. If not, then the ammonia was estimated in 
the 100 c. c, and a note taken of the quantity. The distil- 
lation was now continued as before, until the distillate was 
practically free from ammonia. Great care must be taken in 
these distillations not to let the heat play on the incrustation 
which forms above the liquid, as almost aU forms of nitro- 
genous orga^iic matter will, when heated in this way, give off 
ammonia. In all oases, the first 500 c. c. contained the 
great bulk of the ammonia, about 90 to 95 per cent, at least, 
and in three out of the four examples it contained almost alL 

81. The estimations of ammonia without distillation were 
made as described elsewhere in this book. 
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Well Water knoum to be very much Contaminated with 

Fresh Sewage. 

Milligrammes per litre. 
Ammonia by distillation, • . .20*5 

Ammonia without distillation, . . 18*0 



Difference due to urea or kindred bodies, 2 '5 

which would indicate 4*4 parts of urea per 1,000,000. 

Well Water, 

Milligrammes per litre. 
Ammonia by distillation, . . 11 

Without, . . . . 10 

Therefore from urea, ... 1 

Example on known quantities : — • 

Hard water, almost free from organic matter and ammonia ; 
added 3 milligrammes per litre urea, 10 milligrammes am- 
monia, also about 1 6 milligrammes of gelatine. The gelatine 
had been made up into solution about three weeks before the 
experiment, but it had very little smell. 



Ammonia by distillation, 


• • 


12-6 


Without distillation, ] . 


• • 


10-6 


Difference due to urea, and therefore — 




2- 


Urea found. 


3-5 


. 


Theory, . 


80 




a^ : i. «,,u~i.:i..-i.: li.. 


r_ 


_i_i.; mi_ - 



exact quantity of albumen was not known ; it could not 
have been far off the quantity of gelatine; the albumen 
(white of egg) had been thirteen days in concentrated aqueous 
solution. 
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Ammonia by distillation, over 12 and under 12'5 ; 
Bay • • • • • • 

Without distillation, • • • . 



Therefore urea. 
Theory, • 



12-25 
10-6 

1-75 



81 
8- 



This last example must be regarded as much within the 
ordinary limits of error attendant on such determinations, for 
the percentage of error on both the large quantities of am- 
monia must fall on the ammonia from urea. Still, by taking 
care always to keep the estimations slightly in excess, or 
always slightly in deficit, the errors may be made to some 
extent to neutralise each other. 

82. We now proceed to give the results furnished by dif- 
ferent waters which we have examined. Under ^^ free NH^^^ 
should be understood NH, driven out by carbonate of soda. 
Under "Albuminoid NH^ " is given the NHa evolved by boil- 
ing with alkaline permanganate, as was described. 

London Water from the Thames, as supplied in London 
by the difpeeent Companies. 

PARTS IN 1,000,000 (MILLiaBAMMES IN A LITBE). 



Date. 
1867. 



Name of Company. 



July West Middlesex Co. 






>> 
»> 



>» »» 

Grand Junction Co. 









Free 
NH3. 


Albuminoid 
NHS. 


•01 


•066 


•01 


•064 


•01 


•064 


•01 


•06 


•01 


•08 


•01 


•07 


•01 


•07 


•01 


•07 
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Date. 

1867. 
July 



, 6. 
, 18. 

18. 

19. 

20. 



Name of Oompany. 
Chelsea Co.* 



»> 



Southwark and Yauxhall Co. 






»> 
»» 



Lambeth Co., 



Pree 
NHS. 


Albuminoid 
NH«. 


•01 


•07 


•01 


•10 


•03 


•16 


•016 


•12 


•01 


•16 


•015 


•14 


•015 


•16 



The different determinations of the same company's water 
were made on samples taken from different .parts of the 
district. 

83. London Water Supply — 7%« Ifew River Company. 

FARTS or 1,000,000 (MIIXIGRAMME8 IN A LITBB). 



Date. 

1867. 
June 21. Cab-rank, Mooigate Street, . 

July 12. London Institution, . . 

„ 20. Supply-pipe in house, Eingsland Road, 

Aug. 21. Cab-rank, Moorgate Street, 

1868. 

Jan. 25. London Institution, 



Free Albominoid 
NHs NHs 

•016 -084 

•010 -06 

•015 -06 

•002 -064 



•02 



•09 



84ri London Water Supply, — Etver Lea, 
1867. 
June 18. East London Water Co. . . •OS 



•089 



85. Manchester Water Supply, 

1867. 

Aug. 19. Brazenose Street, . . . *006 ^06 

„ „ ... -01 ^07 

Cateaton Street, . . . '014 ^07 

Palatine Hotel,* . . « -014 *10 



» 



» 



Probably slightly contaminated. 



Free 


Albuminoid 
NH». 


•03 


•10 


•006 


•08 


•14 


•08 


•004 


•034 


•00 


•076 


•00 


•070 


•00 


•063 


•004 


•100 
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86. Edinburgh Water Supply, 

1867. 

Sept. 25. Swanston, 

„ Crawley, 

y, Colinton, 

,, ComistoD, . 
Sept. 18 and 19. /Edinburgh supply \ 

„ „ J from the Labo- f 

,y n I ratory of the j 

Oct. 4. . V^ University, ) 

87. Glasgow Water Supply. — Loch Katrine. 
Oct. 3. ... . . . -004 ^08 

88. The Edinburgh water supply consists of four kinds 
of water — Swanston, Crawley, Colinton, and Comiston. 
They are mixed in a reservoir, and the water sent to the 
city of Edinburgh is the mixture. As will be observed, the 
Comiston water was excellent at the time the examination 
was made. 

On examining the above table, it will at once be apparent 
that there was a marked difference between the water as sup- 
plied by the different Thames companies last summer. Thus, 
whilst in July 1867 the West Middlesex and Grand Junction 
companies were supplying water containing ^06 milligramme 
to *08 milligramme of albuminoid ammonia per litre, the 
Southwark and Vauxhall Co. supplied -12, •IS, and '16 
milligramme per litre. Frequent examinations of the 
Southwark and Vauxhall Co.'s water, conducted at different 
periods of the year, have confirmed this pre-eminence in 
badness for that company. In short, the water supplied by 
that company has at times been almost on a par with unfil- 
tered Thames' water, as it exists in the river at Hampton 
Court 



n 
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89. Taking, however, the water of the West Middlesex Co. 
and the Orand Junction Co. as properly-filtered samples of 
Thames water, we shall, on looking through the table, see an 
extraordinary regularity in the albuminoid character of good 
town waters during the summer months. Thus : — 

During Summer Ifanthi. 



Thames (well filtered by companies), 

New River (London), • . 

Manchester, .... 


Albamlnoid NHs per 
litre milligrm. 

•0« to •OS 
•06 to^064 
•06 to -07 


Edinburgh (town supply), * 
Glasgow (Loch Katrine), . 


•063 to •076 
•08 



The great constancy of these numbers is a most remarkable 
thing, especially when it is borne in mind how very different 
are the sources of the waters which yield them. The Thames 
water, as it exists in the river near Hampton Court, has re- 
ceived much refuse of various kinds, even sewage. The 
Manchester water comes off the moorlands of Derbyshire, 
being collected in reservoirs at Woodhead, and conveyed 
thence in pipes to Manchester. The Edinburgh supply comes 
partly from springs, which are carefully tended, and which 
arise some miles from that city. The Glasgow water comes 
from Loch Katrine. And yet, notwithstanding this diversity 
of origin and of history, we find the character of all of them 
so much alike that the albuminoid ammonia is comprised 
between the narrow limits *0d to *08 parts. It would seem 
as if there were natural processes at work tending to equalise 
the quality of natural water that is freely exposed to air and 
Hght, 

All drinking waters may therefore reasonably be required 
to be of such a degree of purity as not to yield more than 
0*08 milligramme of albuminoid ammonia per litre of 
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water.* If not in this state naturally, all water tliat is 
to be used for drinking ought to be filtered till it be- 
comes so. 

90. We will now present some specimens of the results 
given by waters of unquestionably bad character, so as to 
provide the water analyst with the typical characteristics of 

foulness : — 

Parts in 1,000,000 {milligrammes in a litre), 

-.«- Free Albuminoid 

"^^' NHs. NHju 

1867. 
June 21. Great St Helen's Pump, London, 8*75 0*18 

„ 28. Pump in Bishopsgate Street, Lon- 
don, . . . 7-50 0-266 
„ 29. Pump in Drapers* Hall, London, 6*00 0*816 
■ „ 18. River Thames; mid-stream at 
London Bridge tide, two 
hours' flood ; after filtration 
through filter-paper, 1*76 0*36 
„ 18. Thames — London Bridge- 
High tide, . .102 0-59 
Do., . .... 0*66 
Do., . .... 0*60 
Water from a pump in Edinburgh, . . 0*21 0*29 
Water from a well in a Yillage east of London, 

after heavy ram, . . . • 40*00 8*00 

The water from this last well contained 2240 parts of 
solid residue per million of water, and 223 parts of chlorine 
per million. 

The two following examples are remarkable, both on 
account of the numbers they present, and because they are 
supposed to have been the cause of two attacks of English 

* We have, we think, insisted upon less than might be required. 
Possibly a very high degree of purity, say *03 milligramme albuminoid 
ammonia per litre will be generally attainable without unreasonable 
trouble. 
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cholera. They both give very high numbers for albuminoid 
ammonia, and comparatively low ones for free ammonia. 
They were both well waters. It is to be regretted that they 
were not examined for volatile organic bases. 

Free NHs. Albaminoid NH*. 

I ^12 •SO 

II 18 -86 

91. Now, the quantities per litre indicated, by the above 
figures, although most striking and quite unmistakable when 
displayed in coloration of Nessler test, are nevertheless small 
quantities when considered in themselves. 

Between i% of a milligramme of albuminoid ammonia^ 
given by a litre of dirty water from the Thames at London 
Bridge ; and yfe of a milligramme of NHg per litre of New 
Biver water. This is an example of the difference to be met 
with as distinguishing between water that is vile and stink- 
ing, and water that is wholesome. 

92. MucellaTieous Examples, 



1867. 


Free NHj. 


Albaminoid NH*. 


July. 


Bala Lake water, . . *01 


•25 


June. 


Wolsey's well, Wimbledon, . '03 


•159 


»t 


Water from Gold Harbour, Dork- 






ing, . . . •ois 


•00 


it 


Caterham water, after Clark^s 






process, . . . '04 


•00 



93. Interpretation of the '^Albuminoid Ammonia" 

Having shown the amounts of " albuminoid ammonia " 
obtainable from natural water of different kinds, we have 
next to consider the meaning of this datum. 

An extended series of experiments made upon the action 
of alkaline permaiiganate on nitrogenous organic subs.tances 
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of different kinds (care being taken to include the utmost 
variety of chemical character in the examples taken for ex- 
periment), has brought to light the fact that nitrogenous 
organic substances in general, when they do not contain the 
nitrogen in the nitro state or as urea, evolve it as ammonia. 
A large class of substances evolve all the nitrogen as ammonia ; 
other substances evolve only a part of it as ammonia. 

The following are examples of substances which give up all 
their nitrogen as ammonia : — 



Asparagine, 




22*66 


Piperine, 




6-96 


Diamylamine Chloride, 




8-79 


Amylamine, . 




19*54 


Diplienyl-tartramide, . 




11-33 


Piperidine, Sulphate, . * 




12-69 


Hippuric Acid, 




9*50 


Narcotine, 




4-11 


he following substances ha 


ve yielded the half of thei 


osen as ammonia : — 






^^ 


Theory NHs. 


Found NHs 


Morphine, 


2-98 


2-80 


Codeine, 


2-67 


300 


Papayerine, 


2-50 


2-20 


Strychnine, . . 


6-09 


5-45 


Iodide of Methyl-Stiychnine, . 


3-57 


3-33 


Brucin^ 


4-32 


4-60 


Sulphate of Quinine, . 


4-56 


4-50 


Sulphate of Cinchonine, 


4-76 


$'7 
• fi-4 


Nicotine, 


10-49 


10-80 
(6-65 

}e*81 


Kaphthylamine, 


6-95 


Toluidine^ 


7-96 


CO o 
00 CO 

• • 

00 00 


Acetate of Rosaniline, 


706 


(6-37 
(6-49 

E 
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The numbers express the amount of ammonia given by 100 
parts of the substance. 

100 parts of gelatme have given 12*7 parts of NH,. 

100 parts of caseine * gave 7*6 parts of NH,. 

100 parts of dry albumen give about 10 parts of NH,. 

100 parts of uric acid have given about 7 parts of ammonia. 

100 parts of creatine have given 12*6 parts of ammonia. 

100 parts of theine have given 8*54 parts of ammonia. 

100 parts of dried flesh of fish (sole) have given 11 parts of ammonia. 

The experiments were made on microscopic quantities of 
substance. + 

It has also been shown, that very dilute solutions of albu- 
men having been made, and operated upon, the ammonia 
obtained is strictly proportional to the amount of albumen 
employed. Lastly, experiments have been made on gluten, 
horn, hairs^ fur, spiders' eggs, and a variety of animal sub- 
stances, and all of them give off ammonia on being heated 
with alkaline permanganate. With the aid of these experi- 
mental materials we are prepared to deal with the datum, the 
'' albuminoid ammonia'' of waters. Let us, first, treat the 
question purely in the abstract, and, disregarding the history 
of the water in the Thames at London Bridge, inquire what 
amount of nitrogenous substance may this Thames water 
possibly contain. A litre of an aqueous solution of organic 
matter yields ^jf^ milligrm. of ammonia on distillation with 
alkaline permanganate, how much nitrogenous organic sub- 
stance (not nitro-compounds) can it possibly contain 1 

94. Of the great number and variety of nitrogenous sub- 
stances tried by us, the one which gave the lowest percentage 
of albuminoid ammonia was papaverine — i.e., 2*2 per cent. 

* * Of doubtful purity. 

t See Journal of the Chemical Society, May 1868. 
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The highest quantity of nitrogenous organic substance 
possible in a litre of this Thames water would be accordingly 
27miUigrms. 

Suppose the albuminoid ammonia came from strychnine, 
the quantity of strychnine would be 11 milligrms. in the 
litre of water, which would thus contain about a medicinal 
dose of that alkaloid. 

Suppose the albuminoid ammonia to proceed from a sub- 
stance rich in nitrogen, and capable of eyolving all the nitro- 
gen as ammonia, from asparagine, the most extreme case on 
our list, from which 22 '7 per cent, of albuminoid ammonia are 
to be obtained. In this case, the litre of water would contain 
about 2*5 milligrms. of nitrogenous organic substance. 

Thus, regarded purely in the abstract, this litre of water, 
having been deprived of ammonia and any ureas possibly 
present, furnished 0*59 milligramme of ammonia on distilla- 
tion with alkaline permanganate. It contained, therefore, at 
the maximum, 27 milligrammes of organic nitrogenous matter, 
and at the minimum, 2*5 milligrammes. 

In like manner, the New Biver water, which has given 
0*05 milligrm. of NHs per litre of water, if we knew abso- 
lutely nothing about its possible constituents, could be set . 
down as containing in maximum about 2*4 milligrms., and in 
minimum 0*2 milligrm. of nitrogenous organic matter. If 
the substance in New River water were strychnine, one litre 
of the water would contain rather less than 1 milligrm. of 
that alkaloid. 

95. But lichen we make use of the facts known concerning 
the history of natural waters, then the information afforded 
by a determination of the amount of albuminoid ammonia 
which they furnish becomes much more explicit 
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The Thames water at London Bridge derives the main part 
of its organic matter from sewage — from animal and vege- 
table refuse. Most of the nitrogenous organic substance which 
has escaped decomposition, and which furnishes the ^' albu- 
minoid ammonia/' is doubtless either albumen, or closely 
allied to that substance. Ten parts of '' albuminoid am- 
monia'* are given by 100 parts of albumen, The nitrogenous 
organic matter in this water is therefore about ten times 
the weight of the albuminoid ammonia, and at this rate a 
litre of this Thames water will contain about 6 milligrms. of 
nitrogenous organic matter. 

The products of the metamorphosis of albumen and animal 
tissues, generally, such 



Urio add, • 


7- parts ISTHg per 100 


Creatine, 


12*6 ,, „ „ 


Hippuric acid, 


V'O ,, ,, ,, 


Gelatine, 


12*7 „ „ „ 



may be expected to form a* mixture which would evolve about 
^ of its weight of ** albuminoid ammonia ;" so that even the 
disintegrating animal refuse in the river would be pretty fairly 
measured by ten times the albuminoid ammonia which it yields. 

This, however, does not give a fair idea of the quantity of 
organic matter represented by the '' albuminoid " ammonia, 
because the organic matters here mentioned are dry, whereas 
they always contain much water in their natural state. Thus 
most forms of flesh * contain about 70 to 75 per cent, of 
water ; the flesh of fish contains from 62 to 89 per cent. ; 
eggs contain about 80 per cent., dec. 

Now, had the 0*59 milligramme of ammonia from the litre 
* See Watts' Diotionaiy, art "Meslk" 
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of Thames water been derived from the fresh flesh of a sole, 
we should find that about 38*3 milligrammes of the fresh 
flesh would have been required to furnish it, or 2f grains per 
gallon. The data on which this calculation rests are, — fresh 
soles' flesh contains 86 per cent, of water, and dry soles' flesh 
yields 11 per cent of ammonia when treated with perman- 
ganate of potash and potash, {See page 66.) 

A sample of fresh sewage yielded 27 milligrms. of albumi- 
noid ammonia per litre ; had its ammonia been derived from 
such fresh sewage, the Thames water must have contained 
2'1 per cent., or about one pin in each cubic foot (one cubic 
foot = 6i gallons nearly). 



CHAPTER IX. 

TOLATtLE OBOAmC MATTERS IN WATER. 

96. The existence of organic bases in impure water has long 
since been in part demonstrated by the fact, that a strong un- 
pleasant smell is very frequently developed on the addition 
of an alkali to such water. It is proved still further by the 
fact, that if we distil a water containing sewage with carbon- 
ate of soda or caustic potash, we obtain a distillate the alka- 
linity of which is greater than would be accounted for by the 
quantity of ammonia present, as indicated by the Nessler test. 
If we divide the distillate obtained from such a water into 
two parts, and redistil the one from permanganate of potash 
and potash, we get a distillate which contains more ammonia 
than the original distillate. It will be observed that we have 
no proof that the whole of the volatile organic matter exists 
as such in the water ; part of it may be formed by the action 
of the alkali used to expel the ammonia and the bases, on the 
non-volatile organic matter contained in the water. 

97. This volatile organic matter has never been found ex- 
cept in waters highly charged with nitrogenous organic mat- 
ter. The carbonates of the organic bases do not appear to 
pass over very easily with the vapour of water. Perhaps the 
best plan of getting at these bases is to distil the water with 
potash, for though the non-volatile organic matter does 
evolve ammonia when boiled with potash, the quantity is small, 
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unless the potash be very concentrated, or be concentrated by 
the boiling away of the water in the retort. 

The following examples will perhaps make the matter quite 
clear : — 

Pond water into which some sewage leaked : — Took 1 
litre, added 10 c.c. of 25°/^ potash solution, and distilled over 
300 cc; divided the distillate into two parts, and estimated 
the ammonia in one by the Nessler test. It was requi* 
site to dilute with distilled water before the estimation ; the 
second half of the distillate was now distilled from a retort 
containing potash and permanganate of potash in solution, 
which had been boiled to expel any traces of ammonia. The 
ammonia in the distillate, from this operation, was now esti- 
mated as in the case of the first half of the original distillate. 

From the first estimation it resulted that the litre of water 
had furnished . .1*8 milligrammes ammonia 

From the second . .2*6 „ „ 

Difference due to volatile ) 

?• O'o 
organic bases, ) - 

Same operation repeated on same water, but the ammonia 
was estimated by tetration in the one-half of the distillate, 
and by the Nessler test in the other, so that the second dis- 
tillation was dispensed with. 

By tetration, one litre yielded 

alkali equal to . .2*8 milligrammes ammonia 
By Nessler test, one litre 

yielded . . . . 1 '8 



» » 



Due to organic bases 1 
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Other examples might be given in which the quantity of 
ammonia from organic bases is larger than that here m&a- 
tioned ; but as we cannot at the moment say what deduction 
can be drawn from this datum, it is perhaps unnecessary to 
trouble the reader with them. All that can be said about 
the matter is, that the bases have never been found with 
certainty except in water which yielded much '' albmninoid " 
ammonia. 



CHAPTER X. 

UKSAIA. 

98. XJin>EB this head we shall only consider, in relation to the 
subject of water analysis, the heavy metals, arsenic, lead, 
copper, zinc, iron, and manganese. Chemists are in the habit 
of neglecting to examine water for the heavy metals, and yet 
the presence of these metals may reasonably be suspected in 
many of the sources which have been proposed for the supply 
of towns, and metallic compounds are very active physio- 
logically. The Cumberland water, for instance, is, all of it, to 
be suspected of containing these metals, and examination 
would doubtless disclose the presence of traces of them. 

99. Owing to the absence of investigation we are quite in 
the dark as to the effect of veiy minute traces of these metals 
on the health of people who take them habitually in drinking 
water ; and in writing this chapter, we are reduced to the 
necessity of pleading for the collection of data rather than of 
laying down what is to be concluded from the presence of a 
certain minute quantity of such and such a metaL 

It will be admitted on all hands that the presence of any 
considerable quantity of any one of the first four — say a grain 
of metal in a gallon of water — would constitute a bar to the 
employment of that water for domestic use. 

100. There is, however, a whole field of investigation all 
untouched in the physiological action of very minute traces of 
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different metals existing in water. Possibly a part of the sani- 
taiy effect of what is called '' change of air," is due to change 
in the minufe metallic imparity in the drinking water of the 
parts of the country which are visited. The effect of metallic 
compounds taken internally with the food or drink is cumu- 
lative. The quantity of water consumed by one individual in 
a week is veiy large. Yeiy minute quantities of a metal in 
drinking water may, for aught we know to the contrary, 
determine the sanitary character of a district. It is notorious 
that mountainous parts of a country are not healthy as places 
of constant abode, and the water in mountainous districts is 
specially liable to contain traces of the poisonous metals. 

The quantity of water drunk in various shapes during the 
space of twenty-four hours by an adult man, may be set down 
on the average as IJ litres. The quantity is of course very 
variable, but this figure, which is rather below the mark, will 
be a sufficiently good approximation for our present purpose. 
This would be at the rate of ten litres a week. If, then, 
there were only one milligramme of arsenic in a litre of the 
drinking water, there would be twenty miUigranmies of that 
metal taken in the space of a fortnight. Twenty milli- 
grammes of arsenious acid taken at once has been known to 
be fatal. Extending over longer periods of time — ^in illus- 
tration of the effect on the natives and on the inhabitants of a 
metallic district — x^ milligramme of lead in each litre of 
the drinking water would mount up to about 5^ milligrammes 
of lead as the annual consumption. 

We are all in the dark as to the length of time during 
which the animal economy would absorb these traces of 
metallic compounds from drinking water. Granted that a 
man took rio milligrammes of lead daily in his drink, and 
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continued to do so for years, how long would his system go 
on absorbing and accumulating the poison? How much 
would be absorbed in a given time 1 Is there a process of 
excretion of such poisons parallel or partly parallel with their 
absorption ? Is dilution beyond a certain limit a bar to 
absorption by the animal economy 1 

On most of these points we are very much in the dark. 
But, if analogy be allowed to guide us, and if we may trust 
general laws, we may return an answer to the last query. 
The limit to the dilution in which a metallic compound dis- 
solved in drinking water is capable of being absorbed is very 
far off. 

101. From the beginning to the end of life we aro, along 
with our other avocations, engaged in performing a most 
careful evaporation of part of the water that we drink. The 
liquid goes in at the mouth, and having passed into the 
stomach and intestines, undergoes a. miraculous filtration in 
passing through the walls of the capillary vessels into the 
blood. Having thus been filtered, and had extraction per- 
formed upon it once by the walls of the capillaries on , its 
entrance, it again undergoes extraction on its way out of the 
system. This extraction occurs either as the liquid passes 
through the structure of the kidneys into the ureters, whence 
it proceeds into the bladder and out of the body in the shape 
of urine ; or in the lungs, and in the. sweat glands, as the 

' Uqnid again passes through walls of tissue. In this last case 
there is, in addition to extraction, much actual evaporation 
of the most careful kind. Water escapes from the lungs and 
the skin in the form of vapour. 

102. Conceive an evaporating basin covered in with many 
folds of bibulous paper, and kept in a draught of air of about 
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30^ C, and kept constantly fed with liqnid, and bo suffering 
continuous evaporation of the most careful kind. Conceive 
this to go on for seventy years, and you have a picture of the 
kind of process that we are carrying on in our bodies. We 
evaporate daily through the lungs and skin, say 500 grammes 
of water. In twenty years we evaporate therefore 3650 litres. 
And this is evaporation at 30^ 0. and through tissues. No 
matter how minute the metallic impurity, this evaporation 
must cause it to accumulate in the animal tissues. 

103. These considerations enable us to assign a limit to 
the dilution of a metallic poison, and to specify a point of 
dilution beyond which a metallic poison must become in- 
nocuous. 

Taking the evaporation as the basis of the calculation, we 
have seen that in twenty years there is an evaporation of 
about 3650 litres. In sixty years there would therefore be 
10,000 litres evaporated. 

A water which does not contain a poisonous dose of metallic 
poison in 10,000 litres, is certainly, metallically considered, a 
good water. 

Or, if we add the accumulating power through extraction 
of metaUic compounds, performed by the animal tissues, to 
the concentration effected by evaporation ; in short, if we 
suppose all the water drunk during a lifetime to have all its 
metallic salts extracted from it by the body of the animal 
which drinks it, we are certainly beyond the limit. At this 
rate, when 30,000 litres of the water contain less than a 
poisonous dose, the water cannot possibly be bad, metallically 
considered. 

We are thus enabled to fix a limit to the poisonous quedity 
of metaUic impurity. Water, which does not contain so much 
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^stJW fnUligramme of meUdlie poison per lUre, is, undoubtedly, 
inoperative, metallically considered.. 

104. How far, within these limits, a water is metallically 
safe, has yet to be ascertained. We should be inclined to 
suspect that rhjs milligramme of certain metals, per litre of 
water, may produce effects on the general health of the com- 
munity which drink the water* 

In treating of ammonia, we explained that less than the 
fi^ of a milligramme in a litre of water was capable of being 
detected by the Nessler test, a preliminary concentration 
having been made, so as to obtain the ammonia in the distil* 
late. If the task were the detection of metals present in 
minute quantities of this order of minuteness, we should have 
to concentrate, and should usually concentrate, so as to get 
the metal to accumulate in the residue, not in the distillate, 
as in the case of ammonia. 

105. The general method of accumulating metals is to take 
a large volume of water — say 5 or 10 litres — render it alka- 
line with a little potash or soda, and evaporate down to a 
very small bulk, which is to be variously treated, according 
to circumstances. 

We hope, at some future date, to be in possession of special 
methods for the estimation of minute traces of all these metals 
in water. On the present occasion, excepting in the case of 
lead, we can do little more than just indicate the methods 
of detection which promise well. 

106. Arufdc,-r-R&viag obtained the small bulk of concen- 
trated water, render it acid with pure hydrochloric acid, and 
introduce it into a Marsh's apparatus, which is evolving pure 
hydrogen, and look out for the arsenical spot on porcelain, 
and the deposit of metallic arsenic in the interior of the heated 
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tube. From the extent of the metallic deposit, some idea of 
the qoantily of arsenic may be formed. 

Detection and Estimation of Lead and Copper in Water, 

107. The quantities of lead which occur in drinking waters 
are for the most part very smalL It is detected by the 
brown colour which it gives when treated with sulphuretted 
hydrogen in acid solutions. The only other metal having the 
same reaction which is at all likely to be found in water, 
is copper, and even it is of very uncommon occurrence in 
drinking waters. Should any doubt arise as to which metal 
causes the brown colour, we may proceed as follows ; though 
in a sanitary point of view it is not of much moment, as they 
are both obnoxious. Take 2 litres of the water, or more, 
and evaporate them down to a very small volume, say 20 
c. c. ; add a little hydrochloric acid, filter, if there is any pre- 
cipitate, then add about 10 c. c. of saturated solution of 
sulphuretted hydrogen, and warm. A precipitate will form ; 
it is to be filtered off and washed with water containing 
sulphuretted hydrogen. Now wash the precipitate with a 
very small quantity of solution of cyanide of potassium. 
Receive the filtrate in a platinum dish. If the precipitate 
dissolves, it consists of copper ; if not, of lead. But it may 
consist of both ; and in this case the filtrate in the platinum 
dish is to be treated with a small excess of sulphuric acid, 
evaporated to dryness, and ignited gently. .The residue is 
now to be dissolved in water, transferred to a glass vessel, 
and f errocyanide of potassium added. A red or brown colour 
indicates copper. 

108. Lead is not an uncommon impurity of water ; copper, 
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as far as we know, is not common. We may therefore assume, 
in most cases, if we get a precipitate with sulphuretted hydro- 
gen, that it is due to the presence of lead. The lead may be 
estimated in very dilute solutions by a colorometrical method, 
dependent on the fact that sulphuretted hydrogen does not 
precipitate lead fi:t)m yery dilute solutions, but only colours 
them brown. The process requires a standard solution of 
lead, sulphuretted hydrogen water, sulphurous acid water, a 
burette and cylinders like those employed in measuring 
ammonia by the Nessler test. 

109. The standard lead solution should contain 100 milli- 
grammes, or iV of a gramme per litre. That employed in the 
determinations mentioned below was made as follows : — ^About 
1 gramme of acetate of lead was dissolved in about 200 c. c. 
of water, and a few drops of acetic acid added to clear the 
solution ; 50 c. c. of this solution were evaporated to dryness 
in a weighed platinum dish, together with a slight excess of 
pure sulphuric acid ; when dry, the dish was ignited and 
reweighed. The difference of weight was caused by sul- 
phate of lead, and from it the strength of the solution was 
calculated. As Ynuch of the solution as corresponded 
to *100 gramme lead was then run into a litre flask 
and made up to the volume of 1 litre with distiUed water. 
This solution, therefore, contained 0*1 milligramme lead in 
each c« c. 

110. To estimate the lead in a sample of water, take 400 
c. c. of the water, add to it 4 c. c« of saturated solution of 
sulphurous acid and 1 c. c. of dilute sulphuric acid (1 to 10), 
introduce into a plain retort, and distil until 210 c. c. have 
passed over. Test the last few drops that distil over, to see 
that they are quite free from sulphurous acid. The object of 
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this treatment with snlplmrous acid is to remove any matters 
that might oxidise the sulphuretted hydrogen, and so produce 
a clondiness in the liqnid. 

The contents of the retort mnst now be allowed to cool 
somewhat, and then 100 c. c. transferred to a cylinder. 
About 5 c. c. of sulphuretted hydrogen water are now added. 
A brown colour is produced almost at once, the liquid re* 
maining quite clear for at least some minutes. A compara- 
tive eiperiment must now be made, by running as much of 
the lead solution as is judged to correspond with the amount 
in the test sample into a cylinder, fiUing up with well-boiled 
distilled water, containing about as much sulphuric acid 
as the test sample, and adding sulphuretted hydrogen to 
it. If the colours correspond, the quantities of lead are 
equaL If not, another comparative experiment must be 
made. The colour continues clear long enough for three or 
four such comparative experiments to be made. It is to be 
observed that in making the comparative experiment, the 
lead solution must be mixed with the water before the" sul- 
phuretted hydrogen is added, otherwise a precipitate will be 
formed. 

In many cases it is enough to boil the sample of water 
well before adding the sulphuretted hydrogen, without adding 
the sulphuroos acid at alL The sulphuric acid must, of 
course, be added in all cases. 

111. One part of lead in 750,000 parts of water ^ves a dis- 
tinct reaction with sulphuretted hydrogen, which can be seen 
in 100 c. c. of liquid. Between 2 and 20 parts of lead per 
million parts of water are perhaps the limits between which 
the estimation can be most easily made. We need hardly 
observe that if the water contains much less than half of the 
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smallest amount of lead above mentioned it must be con- 
centrated before the estimation is made. We subjoin four 
examples of the estimation of lead in water, 

112. Bain Water collected from the Hoof of a Conservatory, 
— 7 milligrammes per litre. This estimation was made both 
with and without the addition of sulphurous acid, as recom- 
mended above. There . was no difference in the results 
obtained. In both oases the water was diluted with its own 
volume of distilled water before the boiling away of one- 
half. 

Rain Water taken from a Lead Cistern supplied from a Slate 
Roof in the Country, — 0*8 milligramme per litre. This water 
was reduced to one-half before it was introduced into the 
retort with sulphurous acid water. Could not make the esti- 
mation without the sulphurous acid treatment, as the water 
became cloudy directly. 

Water sentt from Birmingham for Analysis — ^history not 
given. — 1*8 milligrammes per litre. This estimation was 
made without the treatment with sulphurous acid, but the 
water turned cloudy very quickly. In another estimation, 
the water was boiled with formic acid before adding the 
sulphuretted hydrogen. The result was 2 milligrammes. A 
third estimation after treatment with sulphurous acid gave 2 
milligrammes also. 

Water from a Flat Lead Roof near the Sea-shore, — This 
sample gave no colour when treated with sulphuretted 
hydrogen water. When reduced to ^, it gave a distinct re- 
action. Contained about 0*15 milligramme per litre, or 
one and a half parts of lead per 10,000,000 of water. This 
estimation could not be made without the reducing treatment. 

The formic acid was not tried. 

p 
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Copper conld doabUeas be estimated in a similar man- 
ner. 

113. We have only on one occasion met with copper in a 
water used for drinking purposes. This sample came from 
Swansea. The copper was doubtless derived from some of 
the refuse from smelting works 3 its quantity was not accu- 
rately estimated, but was very small. 

114. Zinc, — ^We cannot undertake to say which of the 
various possible methods will be suitable for the extremely 
minute quantities to be looked for. There is, however, hardly 
any metal which deserves to be more carefully sought in water 
than does zinc. 

Manganese. — This metal sometimes occurs in water. We 
have excellent minute tests for it in the formation of man- 
ganate of soda before the blow-pipe, and also in the action of 
solution of peroxide of hydrogen on the solution of it which 
has been rendered alkaline. A very bulky brown precipitate 
is ^ven by peroxide of hydrogen in extraordinarily dilute 
solutions of manganese salts. When the solution is very 
dilute, the reagent gives a brown coloration. We believe 
Dr Angus Smith first pointed out the great advantages of 
peroxide of hydrogen as a test for this metaL 

115. Iron. — The presence of a trace of iron in water cannot 
be pronounced to be an objection to its domestic use. But a 
water ought not to contain much of this metaL The best 
way of estimating it is volumetrically, by reducing its solu- 
tion to the state of solution of proto-salt of iron. This may 
be done with sulphurous acid, the excess of which is after- 
wards driven off by boiling. The amount of iron is then 
ascertained by noting how much permanganate of potash is 
decolourised by the solution. 
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116. It is well to test water for baryta-salts, for these some- 
times occur in very nnexpected circumstances. 

117. In fine, we would point out to the water analyst the 
desirableness of paying attention to the minute traces of heavy 
metals present in so many kinds of natural water. From a 
sanitary point of view, these traces are much more important 
than the exact determination of the relative amounts of lime, 
magnesia, silica, alumina, and alkalis in a water residue. 

118. As examples of the occurrence of minute quantities 
of metals in natural water, we may refer to the Manchester 
and Salford water supply, which contains lead, and to the 
instance of the town of Cheddar, in the west of England, 
where a portion of the ordinary water supply is distinctly 
poisonous, and was found to contain lead. This Cheddar 
water has ceased to be used for domestic purposes. 

Copper has also been recognised as occurring in natural 
waters. Sir Samuel Baker mentions the existence of a stream 
near Abyssinia, which, during the months of drought, became 
very decidedly impregnated with copper. In the seasons of 
flood, the water was considered by the natives to be good. 
During the dry season, the natives suffer much from the 
effects of the copper. Instances of this kind are common in 
mining districts. 



CHAPTER XI. 

PURIFICATION OP WATER. 

119. Waters contaminated with animal and vegetable 
matters are purified in nature by the gradual oxidation of 
their organic matter, aided by subsidence, and, in some cases, 
by filtration through porous strata. The processes of evapora- 
tion and condensation which give rise to rain are also natural 
methods of purification. 

120. Water is purified artificially by the following pro- 
cesses : — 

Ist, Distillation. 

2d, Filtration. 

3d, Formation of a precipitate in the water. 

JDistUlation. — This method of purification is seldom re- 
sorted to for drinking purposes. It is, however, employed at 
sea, and we believe that, on the coast of Chili, sea-water is 
regularly distilled for domestic use. The Abyssinian ex- 
pedition was for some time supplied by water distilled on 
board ship, and conveyed to the shore. As coal will distil be- 
tween seven and nine times its weight of water, the advantage 
of conveying coal on board ship instead of water is obvious. 

Distillation frees water from every solid impurity, but not 
from ammonia, carbonic acid, and any volatile bases which 
may be present. By rejecting the first part of the distillate, 
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therefore, which contains most of the impurities, we obtain 
water free from everything except the traces of organic bases, 
ammonia, <&c., which maybe generated from the solid organic 
matter duiing the distillation. Perhaps the best method of 
obtaining pure from common water is to redistil distilled 
water with a little potash and permanganate of potash, and 
reject the first portion of the distillate. Such water will 
be quite free from ammonia, carbonic acid, and organic 
matter. It will contain air, and perhaps traces of matter 
dissolved from the condenser. Glass dissolves to a very 
minute extent, if used as a condenser. Silver is said not 
to do so ; nor has it been observed that a copper condenser 
commimicates any solid matter to distilled water. 

Distilled water is flat, and to most people unpalatable ; 
but we know from experience that some people get accus- 
tomed to it, and prefer it to all other waters. It, to a great 
extent, loses its unpleasant flavour if exposed to the air for 
a few hours. 

121. Filtratum. — This is the most common method of puri- 
fying water. If a water contains solid particles of a given 
magnitude, and we pass that water through a wire gauze, the 
meshes of which are of smaller diameter than the particles, 
we shall, of course, separate the particles, and unless either 
the gauze or the particles are elastic, the rate at which the 
operation is conducted will have no effect on the result. 
But in filtration, as ordinarily conducted, speed affects the 
result to a very great extent. In filtering through beds of 
sand, we may roughly say that the effect of the filtration will 
be almost inversely as the speed at which the filtration is 
effected. 

122. If a bottle full of slightly turbid water be laid upon its 



86 WATER ANALYSIS. 

side, and allowed to stand for twenty-four hours, and then 
examined, it will be found that the sediment has not only 
deposited itself on those parts of the glass to which gravita- 
tion has carried it, but that, though thickest at the bottom, 
it has spread itself much higher up, and in many cases is 
even to be found adhering to the top part of the glass. This 
circumstance has doubtless much to do with filtration. 

123. There is, however, another consideration which will 
perhaps be most easily explained by an example. When 
softening water by Clark's process, we obtain a precipitate 
of finely-divided carbonate of lime. If this operation be 
conducted in large glass vessels (three to four gallons), we can 
watch this process of depositing the precipitate. If we do so, 
we shall observe that the first sign of clearing takes place at the 
top, a layer of quite clear water making its appearance, and 
gradually extending downwards. If we ask how this water has 
become clear, the only answer that can be made is, that the 
precipitate has moved down to the layer of water beneath it, 
and thereby rendered that layer thick, for had the precipitate 
not descended into it, it would, like the top layer, have be- 
come clear. In the same way, this second layer, by its deposit- 
ing, renders that beneath it turbid. If such a vessel of water 
took six hours to clear, we should expect that by dividing it 
into six layers by means of five diaphragms, equidistant from 
each other and from the top and bottom of the water, that 
the water would clear in one-sixth the time, or one hour. On 
making the experiment, this is found to be the case. To test 
this matter more fuUy, what may be called a *' subsidence 
filter'' was constructed. It consisted of a wooden box 12 
inches square and 20 inches deep, containing 24 plates of 
sheet zinc, f inch apart. Each plate had 6 holes punched in 
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it, 1 inch ia diameter. The holes were near to the side, and 
had their edges tumed^up a little ; the plates were so ar- 
ranged that the holes were not opposite each other. A small 
tap came from just below the lowest plate. Another box 
like this, but without plates, was also constructed. Both 
boxes were charged with freshly-softened water, containing 
chalk suspended in it. The water took about eight hours to 
clear in the box without the plates, and was quite clear in the 
one with the plates at the end of twenty-five minutes. This 
box of plates was next used as a filter, by sending a slow 
stream of water charged with suspended chalk through it. 
About 11 gallons an hour of quite clear water could be 
drawn off. If the speed was increased much beyond this, the 
water was no longer clear. To render the analogy between 
this " filter *' acting entirely by subsidence and the common 
sand filter quite plain, the box without the plates had a piece of 
coarse wire-gauze stretched across it just above the tap. It 
was then filled with slate chips (the small splinters produced 
by breaking and chipping slates), and water containing chalk 
in suspension, as before, filtered through it. The action of 
this filter was exactly the same as that of the plate filter, ex- 
cept that more water could be passed through it per hour 
without turbidity. If, however, more than about fifteen gallons 
per hour was passed through it,- the water was slightly turbid, 
and if the quantity was increased to 20 gallons, it was quite 
so. Some experiments, substituting very coarse sand for the 
slate, gave analogous results. • 

Now, the analogy between the last experiments and the 
subsidence filter is clear; and we may safely draw the inference 
that a portion of the work performed by a sand filter is due 
to subsidence within the filter itself, the particles of sand 
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serving as plates. This is almost proved by the fact, that we 
can force much of the matter removed by such a filter through 
it, by slightly increasing the pressure of water, which would not 
be the case if the filter acted as a strainer. 

The common process of filtration through sand is therefore 
an operation comprising three distinct methods of purification. 

1st, Straining. 

2d, Bemoval of matters by adhesion to the sand. 

3d, Subsidence within the interstices of the filter itself. 
The first method will vary with the size of the apertures 
through which the water passes ; the second, with the amoimt 
of surface in the filtering medium in relation to the amount 
of water ; the third wiU vary with the speed at which the 
water travels, and with the size of the aperture through which 
it passes. 

124. The following are examples of the effect of this kind 

of filtration on the organic matter in the water : — 

« 

Waters taken from the Thames near Hampton Court, where the 
Water Companies take their Supply, 

Free Albuminoid 
NHs. MHs. 
I. Water taken above the Weir, and some dis- 
tance above Hampton Court, July 1867, 0-046 0*28 
II. Another sample taken below the Weir, July 

1867, 0-016 0-23 

Sample I. filtered through filter-paper, . 0-045 0*21 

Sample II. „ „ . 0015 0*186 
Sample taken above the Weir in September 

1868, . . . . . 002 0-22 

(After the filtration effected by some of the .London companies, this 
water was delivered in London as follows: — ) 

July 1867, ..... 0-01 0*06 

September 1868, .... 0015 0*07 
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125. Some filtering media are said not only to remove 
organic matter, but to destroy it. They are said to do this 
by causing the organic matter to combine with the oxygen 
contained in the water, and thus convert it into innocuous 
compounds. Foremost amongst the compounds said to possess 
this property stands animal charcoal. Beyond all doubt, 
animal charcoal has a wonderful power of freeing water from 
organic matter, and it does to some extent oxidise the organic 
matter ; but whether to a greater extent than can be accounted 
for by the oxidation always going on in water exposed to the 
air, is a question which admits of much doubt. Another 
proposition -which has been advanced by Dr Letheby — viz., 
that animal charcoal, though it may not oxidise the whole of 
the organic matter, oxidises that portion of it which is most de- 
leterious to the animal economy — does not admit of argument, 
as there are no data extant on which to found a conclusion. 

The following fieu^ts have been experimentally ascertained 
in regard to this subject : — 

Animal charcoal will act in water that contains no free 
oxygen. This is proved by boiling very finely-divided animal 
charcoal with water containing protochloride of tin in hydro- 
chloric acid. On transferring this charcoal, still wet, to water 
that had been well boiled, and protochloride of tin added to 
it, the animal charcoal removed much of the organic matter. 
Water treated with protochloride of tin and hydrochloric acid 
gave *12 milligramme per litre of organic ammonia; same 
after treating with animal charcoal, *05 milligramme. 

126. The animal charcoal which had been used in this opera- 
tion was diffused through water, and the water distilled with 
permanganate of potash and potash. The result was, that half 
the charcoal gave *16 milligramme organic ammonia; and as 5 
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litres of water were operated upon, this gave '064 milligrammes 
as the produce of the amount of organic matter removed by 
the animal charcoal. This number shows that here at any 
rate no destruction of the organic matter took place. 

The same experiment was repeated on the same water, but 
without the deoxidising process. In this case the animal 
charcoal removed about the same amount of organic matter, 
but it could not all be recovered from the charcoal The 
numbers obtained were : — 

From the unaltered water, .... *13 

From the water after treatment with animal charcoal, *04 
From the animal charcoal, .... *05. 

The treatment with animal charcoal in all these eases con- 
sisted of shaking the water up with the charcoal and allowing 
it to subside. 

127. Slow filtration through a layer, four inches thick, of 
animal charcoal in coarse powder removes all organic matter 
from water, or almost all, but the charcoal fouls to some 
extent, and after it has been in use with a bad water for 
some length of time, it lets much of the organic matter pass. 
If we take some of this charcoal out, and treat it with perman- 
ganate of potash and potash, we shall get off anmionia from it 
in large quantities, proving the presence of organic matter ; 
but if we let it stand for some hours in the air, nearly all the 
organic matter will be oxidised and disappear. We regret not 
being able to give more information on this most interesting 
and important topic, but hope at a future date to be in pos- 
session of fuller details. 

Other bodies possess in a less degree the same pro- 
perties as animal charcoal as a filtering agent. A carbide of 
iron has been much spoken of for filtering purposes. Common 
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wood charcoal has similar properties, though in a much lower 
degree. 

1 28. According to Mr Herbert Macleod (Joumal of Chemical 
Society, p. 307, for the year 1869), the water of the Grand 
Junction Co. contained 6*2 c. c. of oxygen per litre ; this is 
about 9 milligrammes. Now, it is obvious that animal char- 
coal, if used to filter this water, could not oxidise more organic 
matter than this 9 milligrammes of oxygen would correspond to. 
In other words, the oxygen in the water is the measure of the 
utility of the animal charcoal as a destroyer of organic matter, 
if the filter be used continuously. The advantage of allowing 
the charcoal to be uncovered with water, and exposed to the 
air as much as possible when not in use, will therefore be 
obvious, as it enables the charcoal to charge itself with oxygen 
afiresh, and thereby to &ee itself from the organic matter 
which must otherwise have remained in it. 

129. Purification by Precipitation, — ^The only process re- 
quiring detailed remark under this heading is Clark's soften- 
ing process. Waters to which this method of purification is 
adapted are such as contain carbonate of lime retained in 
solution by excess of carbonic acid. The process consists of 
adding lime to such waters until the excess of carbonic acid 
is neutralised ; when this has taken place both the lime added 
and that in solution are precipitated as carbonate, a minute 
quantity remaining in solution, as carbonate of lime is not 
absolutely insoluble in water. By this process not only is the 
water softened, but a very large proportion of the organic mat- 
ter contained in it is removed, and if the water be coloured, the 
colouring matter is also entirely or in very great part removed. 

The following examples will indicate to what extent the 
organic matter is removed by this process : — 
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Pabts per 1,000,000. 

Free Albuminoid 



- ( Before Clark's process, 
• ( After „ „ 






jj ( Before Clark's process 
I After „ 

•f 

Before Clark's process, 
After „ „ 



, Before Clark^s process, 
"^- ^ After „ 



•v.j 



NHs. NHs. 

0-01 0-05 

0-01 0-02 

0-025 0-22 

0-030 0-08 

015 0-22 

0-020 0-07 

0-195 0-12 

0-15 06 



It is to be observed, that the oi^anic matter removed can 
be proved to be present in the chalk precipitated. 

130. The process presents so many advantages, and is so 
simple, that we are surprised not to see it in general use, and 
naturally expect to find on investigation that it has some 
great drawback. This, however, does not appear to be the 
case. The following objections have been raised to the 
process : — 

1st, That the softened water attacks lead. 

2d, That the process is not applicable to waters contain- 
ing organic matter in large quantity, because the chalk pre- 
cipitated will not subside. 

3d, That as in carrying out the process on a large scale, 
great volumes of the water must be left at rest for many hours, 
extra reservoirs would be required, and the expense of water- 
works thereby greatly increased. 

4th, That the quantity of chalk which would accumulate 
at the bottom of the reservoirs would require frequent removal ; 
in short, would entail expense. 

The first of these objections appears to be founded on error 
simply. At any rate, it is not valid, as such softened water 
does not attack lead. 
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The second objection is to some extent tru& Thus Thames 
water, taken at London Bridge, will not clear when an attempt 
is made to apply the Clark process to it under many days, 
and even then the clearance is very incomplete. But Thames 
water taken at Hampton Court — i,e., at the place where the 
London water supply is taken — will clear quite well, and in a 
reasonable time, though perhaps not so quickly as spring 
water. As no one would think of taking such a water as 
Thames water at London Bridge as a water supply, this 
objection does not appear to be of much importance. 

The third and fourth objections may be translated by say- 
ing, that to soften the water would cost money, a fact that no 
one is prepared to deny. But when we look at the infinitely 
more costly schemes which have been proposed for the supply 
of London, we are compelled to admit that the objection is 
really frivolous. Moreover, the engineering difficulties might, 
doubtless, be to a great extent got over by adopting a better 
system of clearing the water. 

One other objection has been raised to the method — ^viz., 
that the water pipes " fur," that is, get choked up with a 
deposit. To this the only reply is, that softened water is now 
actually being supplied without this inconvenience being 
felt Caterham is an instance in point. 

131. The process is one which can be carried out in private 
houses. We should perhaps remark that the point at which 
enough lime water has been added is found by means of a 
solution of nitrate of silver. The lime water is added until 
a sample of the water gives a brown precipitate with the 
silver solution, instead of a white or yellowish one given by 
the unaltered hard water. As soon as this is the case, stop 
the addition of lime water, and add more of the hard water 
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until the water no longer gives a brown colour with nitrate of 
silver solution. 

1 32. The only other methods of purification by precipitation 
which have been adopted to any extent, are the addition of 
alum to the water, and the addition of a persalt of iron. In 
both cases the result is the same, viz., a precipitate is formed 
which carries down with it a very large proportion of the 
organic matter, sometimes as much as three-fourths. The 
Chinese, according to Sherard Osborne, use alum for the pur- 
pose of purifying the water of the river Peiho at Tien-tsin. 
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As we have omitted to give Frankland and Armstrong's 
method of determining organic matter in water, we think 
it necessary to give our reasons for so doing. They may be 
gathered from the objections raised to it in the following 
note, reprinted from the Jowmal of the Ghemieal Society, 
1868, page 153 :— 

In the memoir lately published * by Frankland and 
Armstrong, describing the method by which they propose to 
conduct the examination of waters as regards organic sub- 
stance^ objections are raised to the method we have recom- 
mended for determining the relative quality of water by 
means of the albuminoid ammonia it yields by treatment 
with alkaline solution of permanganate of potash. Those 
objections are, to a great extent, based upon a comparison of 
the results obtained in this way with the results obtained by 
Frankland and Armstrong's method. We have therefore 
made a careful inquiry into the conditions to which the dif- 
ference between the results furnished by the two methods 
may be referred, and into the adequacy of Frankland and 
Armstrong's method to be applied as a test of the results 
furnished by our method. 

* Chemieal Society Journal, March 1868. 
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In placing before the Society the conclusions at wliich we 
have arrived, we must, in the first place, premise, as before 
stated,* that we do not consider the complete conversion of 
organic nitrogen into ammonia by our method as being 
essential to its applicability for determining the relative 
quality of water, and that we rely simply upon the con- 
stancy of the ratio between the amount of albuminoid sub- 
stance in the water and the quantity of ammonia produced. 

The next point which we have to consider is the degree of 
accuracy attainable in estimating the carbon and nitrogen in 
the water residue, according to Frankland and Armstrong's 
method. In order to enable a judgment to be formed on 
this point, the authors gave ten examples, in which known 
weights of known substances were dissolved in distilled water 
with some carbonate of soda, or carbonate of lime, and the 
residues obtained, after treatment with SOa and evaporation, 
were burnt with chromate of lead. In the following tables 
we give the amounts of carbon taken, and the amounts ob- 
tained, also the amounts of nitrogen taken and obtained, and 
the errors applying to each experiment : — 

Carbon 
obtained. 
Milligrm. 

14-63 
13-86 
i'iO 
5-30 
i'Zi 
177 
2-11 
2-39 
4*52 
18-86 



Sabstance taken. 


Carbon taken. 


Error. 


Milligrm. 
I. 35-2 Sugar . 


MiUigrm. 
14-82 


Milligrm. 
- 0-19 


11. 34-7 


ij • " 


1 4-60 


- 0-74 


III. 11-4 


i» 


4-80 


- 0-40 


IV. 12-2 


*t • 


6-14 


+ 0-16 


V. 11-5 


»» • 


4-84 


- 0-50 


VI. 10- 


Urea 


2-00 


- 0-23 


VII. 10-25 


» 


2*05 


+ 0-0.6 


VIII. 10-4 


»> 


2-08 


+ 0-31 


IX. 20-2 


»» • 


404 


+ 0-48 


X. 25- 


Hippuric acid 


15-08 


- 1-22 



* Ch&aUcal Society Journal^ December 1867. 
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Nitrogen taken 
Milligramme. 


Erorr. 
Milligramme. 


Nitrogen obtained. 
Milligramme. 


V. 


2-46 


+ 0-08 


2*54 


VI. 


4-66 


- 003 


4-63 


VII. 


478 


- 1*21 


857 


vin. 


4*84 


- 016 


4-68 


IX. 


9*42 


- 0*65 


8-87 


X. 


1-95 


+ 0*08 


2-03 
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From these tables it will be seen that there is a deficit of 
carbon in six out of the ten determinations, and an excess 
in four of them. The greatest error in deficit is 1*22 
milligrm. ; the least error in deficit is 0*19 milligrm. ; the 
mean error on the six determinations being 0*49 milligrm. 
In ordinary organic analyses, wherein 200 or 300 milligrms. 
of a substance, such as sugar, is taken, it is possible to obtain 
results which are accurate to within about one-tenth per cent, 
equal to an absolute error of 0*2 miUigrm. of carbon. When 
smaller quantities of substance are analysed in the ordinary 
way, it is admitted that the degree of percentage accuracy 
attainable is inferior. 

The quantities of organic substance to which the results 
given by Frankland and Armstrong refer are from. 10 to 35 
milligrms., being about one-tenth as much as would be 
operated upon in an ordinary organic analysis. But the 
absolute error, as shown in the tables above, is from 0*2 to 
1 '2 milligrm. of carbon, so that while operating on smaller 
quantities there is no corresponding reduction of absolute 
error, and consequently Frankland and Armstrong's method, 
as exhibited by their own experiments, does not attain to a 
higher degree of accuracy than would be reached by ordinary 
organic analysis applied to very small quantities of organic 
substance. 

The importance of this circumstance, as regards the estima- 
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tion of organic snbstance in a water, will be appreciated when 
it is considered that the quantity of organic substance in a 
litre of water is seldom anything like so mnch as the quan- 
tities of sugar, dec, operated upon in the experiments given 
as indicatire of the degree of accuracy attainable by Frankland 
and Armstrong's method. 

From the results obtained for nitrogen it will be seen that 
out of the six experiments the results of four are in deficit, 
and those of two are in excess. These results apply to 
quantities of nitrogenous substance fully tenfold as large as 
those likely to be present in a litre of ordinary water. It 
therefore appears to us that, taking these data as representing 
the extent to which this method can be depended on for the 
determination of the minute quantities of carbon and nitrogen 
in a water residue, it does not estimate quantities of nitrogen 
which fall short of half a milligramme. Now, on turning to 
the table of analyses at the end of the memoir,* it will be 
seen that the quantity of organic nitrogen per litre (and a 
litre is the quantity of water upon which the determinations 
were made), is represented as ranging from OOQ through all 
varieties of intermediate value to 0-56 milligrm. These 
quantities of nitrogen are, however, within the limits of 
error indicated by the experiments above referred to ; conse- 
quently we cannot regard these results as representing dif- 
ferences of quality in the different kinds of water. 

Having thus considered what are the capabilities of the 
method proposed by Frankland and Armstrong, we will now 
proceed to discuss the comparison which they institute 
between the results furnished by our method and those 
obtained by their own. In the first place, it will be seen that 
* Chemical Society Journal, March 1868, p. 108. 
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the dififerences between the results of the two methods 
observed by Frankland and Armstrong range from + 0*05 to 
— 0*52 of a milligramme — amounts which, as we have already 
shown, lie within the limits of experimental error. 

From these diffi^'ences, therefore, no conclusion of any 
kind can be drawn, and we consider it to be sufficiently 
evident that Frankland and Armstrong's method is incapable 
of testing the accuracy of the results obtained by our method, 
as stated below. 

Milligramme per Litre. 

Albuminoid NHs. Organic Nitrogen. 
Wankljn, Chapman, Frankland and 



( 


find Smith. 


Armstrc 


Bala Lake water. 


0*25 


0-01 


Loch Katrine water, . ' . 


013 


008 


Manchester water, 


0-07 


0-26 




r0 06 


0-48 


Thames water as delivered in London 


015 


«« • 


by the different companies at diffeiv 


0-12 


• • • 


ent dates, .... 


0-U 


«• • 


1 


.0-20 


• • • 




0-084 
0-09 


0-14 


New River water. 


»•• 


East London Water Company, . 


009 


0-24 


Caterham water, 


0-00 


0-07 



On general grounds, we are disposed to consider that the 
circumstance of Frankland and Armstrong's method being 
applicable only to the residue obtained by evaporation of a 
water, is a disadvantage, both as regards the time requisite 
for making an experiment, and on account of the probability 
of loss of organic substance. But, in our opinion, the pre* 
liminary treatment of the water with SOt in order to eliminate 
nitrogen existing as nitrates and nitrites, comprises a source 
of error of a far more serious character. There can be no ques- 
tion as to the complete expulsion of COi by this treatnient. 
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and we therefore pass over that part of the sabject. Bnt, as 
the nitrogen existing as nitrates in some kinds of water is 
often much more than ten times as much as the nitrogen 
existing in organic states of combination, it will be manifest 
that the estimation of organic nitrogen by Frankland and 
Armstrong's method would become iUusory, if only a small 
portion of the nitrates were to escape decomposition. 

On referring to Frankland and Armstrong's paper, it will 
be seen that the process for the destruction of the nitrates 
and nitrites is as foUows : — '' 2 litres are poured into a con- 
venient stoppered bottle, and 60 c. c. of a recently-prepared 
saturated solution of sulphurous acid are added." .... 
** One-half of this sulphurised water is now boiled for two or 
three minutes, and unless it contained a considerable amount 
of carbonates, 0*2 grm. of sodic sulphite is to be added 
during the boiling, so as to secure the saturation of the 
sulphuric acid formed during the subsequent evaporation." 
The addition of " a couple of drops " of solution of ferrous or 
ferric chloride is also recommended, and the water is subse- 
quently to be evaporated to dryness upon a steam or water 
bath. 

The authors remark further on, that '' such an expulsion 
of the nitrogen of nitrates and nitrites is a remarkable re- 
action, and could scarcely have been predicted; indeed, it 
takes place, to a very partial extent, only when a nitrate is 
dissolved in water, and evaporated with excess of sulphurous 
acid in imitation of a natural water ; neither is the result 
very different when sodic chloride, or calcic or magnesic car- 
bonate is added." 

We agree with the authors in looking upon a total decom- 
position of a nitrate by a few minutes' boiling with a solution 
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of sulphurous add as remarkable. On the other hand, a de- 
composition of free nitric acid by sulphurous acid is what we 
should be quite prepared to expect. 

When it is considered that a litre of many waters contains 
in solution sufficient free oxygen to generate 0*06 grm. of sul- 
phuric acid by oxidation of the sulphurous acid, it will become 
obvious that, notwithstanding the addition of the 0*2 grm. of 
sodic sulphite, which is recommended in the case of those 
waters containing no considerable amount of carbonates, there 
will always be great danger of the water becoming strongly 
acid. The probability of the 30 c. c. of saturated solution of 
sulphurous acid containing suphuric acid is also great ; there 
is, moreover, the risk of absorption of oxygen, and consequent 
formation of sulphuric acid during the standing in the bottle, 
and during the boiling in the flask. 

It is worthy of note, that the addition of the " couple of 
drops " of solution of ferric chloride, which the authors find 
to be so efficacious in rendering the decomposition of the 
nitrate complete, is equivalent to an addition of so much free 
add. 

Of the six experiments given by Frankland and Armstrong 
to illustrate the complete decomposition of the nitrates (pp. 
96 and 97), the first one, the third and fourth, are instances 
in which, from the absence of any alkaline or earthy sulphite 
to take up the sulphuric acid, there must necessarily have 
been free nitric acid from the very beginning of the reaction. 
In the second of these experiments, 10 c. a of a solution of 
sodic sulphite (strength unknown) were added. In the fifth 
experiment a natural water was taken, but no mention is 
made of the amount of carbonate of lime in it. Only the 
sixth admits of discussion as a possible example of a complete 
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redaction of nitrates witlioat the ebaiging of the water with 
free ralpharic add. In this experiment, 01 grm. magnesia^ 
O'l grm. calcic carbonate, 0*1 grm. sodic diloride, 001 grm. 
potassic chloride, 1 drop of solution of ferric chloride, 2 drops 
of solution of hydric sodic phosphate, 0*1 grm. potassic 
nitrate, and 15 c. c. of salphmx>ns add solution were taken, 
and complete destruction of the nitrate was the result 

By calculation, it will be seen that the 10 milligrammes <^ 
magnesia and 100 milligrammes of carbonate of lime are 
equiralent to 122*5 milligrammes of sulphuric add. Now, 
the oxygen dissolved in the water cannot have been less than 
would suffice to form about 60 milligrammes of sulphuric add, 
whUst 97 milligrammes of sulphuric add would be set free by 
the reduction of the 100 milligrammes of nitrate of potash. 
Thus we should have about 34*5 milligrammes of free sul- 
phuric acid as the final result of the reaction. 

It would therefore appear that in Frankland and Arm- 
strong's test-experiments, in which there was complete re* 
duction of the nitrates, the circumstances were such as to 
give rise to free sulphuric add as a final product. 

We have made experiments in which care was taken to 
avoid the production of this acid as an ultimate product of 
the reaction, and have never succeeded, under such circum- 
stances, in effecting a complete destruction of the taitrates. 
In some instances, iron and phosphates were present in the 
natural waters experimented upon ; but still the destruction 
of the nitrates was incomplete. 

The following experiments may be cited : — Water from a 
pump in Great Portland Street, 1 litre taken, 30 c. c. of a 
saturated solution of sulphurous add was added, and then 
boiled for two minutes; evaporated on the steam-bath (1 
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or 2 a e. of a saturated solution of sulphurous acid being 
added four times during the eraporation). Besult i 14 milli- 
grammes of HNOs ^^^^ left ^ ^^6 residue. It is to be ob- 
served that this water contains both iron and phosphates. The 
water from a pump in Bartholomew Lane gave a similar result. 

To another well-water a quantity of sulphite of protoxide 
of iron was added before submitting it to the action of sul* 
phurous acidj and yet the residue contained much unreduced 
nitrates. 

In another instance, 100 milligrammes HNOg (in the state 
of nitrate of potash), 300 milligrammes CajOCO,, 100 milli'- 
grammes KCl, and about 400 milligiammes of phosphate of 
lime, were put into half a litre of distilled water, boiled with 
30 c. c. saturated 8oluti(»i of sulphurous acid, and evaporated 
to dryness. Result : 55 milligrammes of HNOs left unde* 
composed in the residue. 

On repeating this experiment, and substituting sulphite of 
protoxide of iron for the phosphate of lime, 69*5 milligrammes 
of HNOs was left undecomposed. 

In another experiment a half-litre of New River water was 
taken, saturated with carbonic acid, and then boiled, cooled 
in an atmosphere of that gas, and again boiled and cooled in 
carbonic acid ; in this way it was insured that the water should 
be free from dissolved oxygen. 15 c c. of a saturated solu- 
tion of sulphurous add, free from sulphuric add, was then 
added, and the whole mixture boiled for two and a half 
minutes and evaporated to dryness. The residue was found 
to contain much nitric add. (These determinations of nitric 
acid were made by a modification of Schyltze's aluminium 
process, a description of which has been laid before the 
Chemical Society.) 
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From all these experiments two facts are very apparent. 
First, the operation of destroying the nitrates in water by 
means of sulphurous acid is a very uncertain one. Secondly, 
the operation, as practised by Frankland and Armstrong, gives 
rise to free sulphuric acid, in the residue. We need hardly 
add that few organic substances will bear being heated to 100° 
C, with their own weight of sulphuric acid, without under- 
going great decomposition. 

We must here call attention to the circumstance that in 
the experiments made to determine the degree of accuracy 
attainable by Frankland and Armstrong's method of estunating 
carbon and nitrogen, no nitrates were added to the water, and 
as there was in all cases sufficient alkaline or calcareous sul- 
phite to take up any sulphuric acid produced by oxidation of 
sulphurous acid by the oxygen dissolved in the water, there 
was no charring of the residue by sulphuric acid. In this 
very material condition, therefore, the trial experiments differ 
from those made to prove complete destruction of nitrates, 
and from operations on natural water. 

In the case of water containing large quantities of organic 
nitrogen, — as for example actual sewage, in which the amount 
of nitrogen would be capable of estimation by Frankland and 
Armstrong's method, — we encounter another difficulty, due to 
the presence of ammonia in the water residue. 

In order to arrive at the organic nitrogen, it would then 
be necessary to make a determination of the free ammonia in 
the water, and to deduct the nitrogen corresponding to it 
from the total nitrogen of the residue. Owing, however, to 
the circumstance that ammonia would be lost by diffusion 
during the evaporation (even in presence of an acid), the 
water residue will contain only a part of the original am- 
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monia, and consequently an error would arise in deducting 
the amount of nitrogen corresponding to the original am- 
monia, from the total nitrogen of the residue. 

This source of error would, of course, affect to some extent 
all determinations of organic nitrogen in waters containing 
free ammonia, but it would become important in the case of 
such waters as London well-water, which often contains a 
considerable quantity of free ammonia. 

We will conclude by giving in a tabular form a number 
of analyses made by our ammonia method, showing the ex- 
treme constancy of the results. Each of the first five sets of 
analyses bracketed together was made on the same day, on 
the same sample of water. 
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Name or Watik. 



West Hiddlecex water..- 



•••*•• ••••• 



SouUiwark and Vaozhall , 



Well at Wimbledon 



! 



Bishopsgate St. pump 

Mixed with equal volume of dis- 
tilled water 



Thames water above Hampton ... 



Manchester water, all taken at 
same dcUe, but from different 
parts of the town 

Edinburgh water, taken from a 
tap at the University on 18th 
and 19th Sept. 1867 



London Institution. 



Qnantitj operated 
apon. 

Litres. 



i 
1 



Milligrammes of 

AlbamlDOid 

Ammonia per litre 

of tbe water. 



1 
1 



1 

J( = intreof 
mixture.) 






i 



1 

14 
1 



0-070 
0*065 
0-07 



0-20 

0-205 

O'ld 

0-18 

0-21 



0-15 
016 



0-24 
0*255 

0-26 



0-21 
0-21 
0-205 



0-06 
0-07 
0-07 



0075 
0-063 
0-070 
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